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 Light scattering prevents the direct chemical monitoring of tissue and turbid 
materials, making it difficult to obtain accurate chemical information.  We have 
developed novel fiber optic Raman probes for biomedical applications that are capable of 
recovering Raman spectra through several millimeters of overlying turbid materials such 
as skin, muscle, and adipose tissue.  This is accomplished by spatially separating the 
region that is illuminated from the collection fields of view.  In light scattering systems, 
this spatial separation emphasizes signal originating from below the surface of the 
scattering material.  Engineering polymers and animal models have been used to 
investigate the depths at which accurate Raman spectrum recovery is achievable and to 
demonstrate the preservation of spatial information.  Using these novel fiber optic probe 
configurations we have recovered accurate Raman spectra of bone tissue through 5 mm 
of overlying tissue; we have validated our measurements in vivo and demonstrated 








INTRODUCTION TO RAMAN SPECTROSCOPY THROUGH 




The ability to make transcutaneous measurements would greatly expand the role 
of Raman spectroscopy as a tool for basic biomedical studies and clinical diagnostics. For 
example, it could reduce the number of animals sacrificed in longitudinal studies and it 
could supplement or replace some diagnostics that are known to have important 
limitations.  However, transcutaneous measurements are complicated by the optical 
properties of tissue.  Animal tissue is a highly scattering material with complex optical 
properties that limit the depths at which signal recovery is achievable.  In this dissertation 
research, we have developed new Raman methodology for the recovery of bone spectrum 
through skin and other overlying tissue.  Bone is an ideal target because the mineral 
spectrum does not resemble the spectrum of overlying soft tissue components.  As a 
result, multivariate data reduction methods are well suited to separate out a bone 
spectrum as a component of transcutaneously acquired spectra. 
Raman spectroscopy, like infrared spectroscopy, is a form of vibrational 
spectroscopy.  Infrared spectroscopy is a direct absorption method and consequently, in 
 1
tissue, water absorption limits the infrared depth of penetration to a few tens of 
microns.  Alternativly, Raman spectroscopy is based on light scattering rather than 
absorption.  Raman has the advantage that spectra are excited with visible or near-
infrared lasers.  As a result water absorption in tissue is less of a problem than in infrared 
spectroscopy.  Also, Raman spectroscopy is compatible with glass and fused silica optics, 




It is useful to briefly review the interaction of light with tissue in order to make 
clear what is meant by the term light scattering as opposed to Raman scattering. When a 
photon of wavelength different than the wavelengths at which it absorbs interacts with a 
molecule, it excites an electron into a virtual excited state.  Most of the time the electron 
(instantaneously) decays back to its ground state emitting a photon of the identical 
wavelength as the incident photon.  This is called Rayleigh scattering.  However, for a 
small fraction of the incident photons (~1 in 107 photons) the excited virtual state decays 
to an excited vibrational level, (instantaneously) emitting photons at longer wavelengths. 
The scattered light is the Stokes shifted Raman spectrum and is usually just called the 
Raman spectrum. Less frequently, because there is an excited vibrational population at 
room temperature, some scattering occurs to lower wavelengths.  Because the signal is 
very weak this spectrum is rarely used, except as a measure of temperature. The Raman 
spectrum is usually reported as wavenumber (cm-1) shifts from the wavenumber of the 
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exciting light. In this format, the spectrum is independent of the wavelength of the 
exciting light.   
The Raman bands result from molecular vibrations that are characteristic of the 
chemical units present in the molecule. Each has its own modes of vibration, and so there 
is chemical composition information in the Raman spectrum.  In the case of tissue or any 
other material that has more than one component, Raman spectrum is a linear 
superposition of all the pure component spectra. These scale according to their 
proportions in the tissue.   
Because of the weakness of the water Raman spectrum, Raman spectroscopy is 
especially suitable for use with water-rich systems such as tissue.  In many cases fresh 
tissue or tissues that have been fixed and embedded for microscopy can be used with 
little preparation.  Because of these strengths,  Raman spectroscopy is under extensive 
investigation for biomedical applications.1-4 
While modern Raman spectroscopic instruments can generate spectra rapidly, 
tissue components are not intense Raman scatterers and can not be subjected to high laser 
powers. In many cases, Raman spectroscopy is not yet fast enough for use as a non-
invasive clinical diagnostic.  Also, Raman spectroscopy in tissue remains limited: optical 
properties of the tissue limit depth of light penetration and signal collection efficiency.   
 Soft tissue is a highly scattering material because of the refractive index 
mismatches at the interfaces between cellular organelles, cell membranes, cell nuclei, 
intracellular fluids, lipids, and collagen that make up tissue.  Here it is important to 
distinguish between the elastic scattering that occurs as a photon migrates through tissue 
and the inelastic scattering that is the Raman effect.  Light propagation through tissue is 
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termed photon migration (also referred to throughout the remainder of this dissertation as 
light scattering) because it is the resultant of straight line travel and multiple scattering 
events. Most tissue components are larger than a wavelength of light so tissue scattering 
is mostly Mie scattering.  Mie scattering efficiency is wavelength independent.  A 
textbook example of Mie scattering is the grayish white color of a cloudy sky, observed 
because sunlight is scattered by relatively large water particles.  In the absence of clouds 
a blue color is observed.  This blue color is a result of Rayleigh scattering, which is 
wavelength dependent (1/λ4) and is the form of elastic scattering for particles (including 
molecules) that are much smaller than the wavelength of light.  Rayleigh scattering is 
essentially the small-size limiting case of Mie scattering.5  When light propagates through 
tissue it will encounter particles that are smaller than the wavelength of light (Rayleigh 
scattering intensity ~1/λ4), others with dimensions similar to the wavelength of light 
(scattering intensity ~1/λ0 to ~1/λ4), and larger than the wavelength of light (Mie 
scattering intensity ~1/λ0).  As light travels through the many tissue components, it 
changes velocities and directions many times. A light beam will spread out as it travels 
through tissue.   
 Because tissue contains particles that span the size range between the limiting 
cases of Mie scattering and Rayleigh scattering the behavior is too complicated for exact 
theoretical treatments. Instead, empirical random walk models are used.  Qualitatively, 
light propagation is said to proceed by three different mechanisms: straight line travel, 
few scattering events, and many scattering events. Photons are said to be ballistic, snake-
like, and diffusive, depending on how many scattering events they undergo.  Ballistic 
photons will travel the deepest into the tissue because of minimal interaction with the 
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surrounding material.  The number of ballistic photons decreases exponentially as a 
function of depth and the scattering properties of the material.  Snake-like photons move 
in a snake-like motion changing direction several times as a result of the changes in 
refractive index.  Snake-like photons travel the second deepest into the tissue.  Diffusive 
photons travel randomly through the tissue because they undergo many scattering events.  
Tissue is such a highly scattering material that in many experiments all of the recovered 
photons can be considered diffusive.6, 7 Of course attenuation by light absorption is 




 The percentage of light that migrates through the tissue is dependent on the 
wavelength of light because of light absorption by endogenous components.  To reach the 
greatest depths possible in soft tissue, it is necessary to use NIR light.  For Raman 
spectroscopy either a 785 nm or an 830 nm diode laser is typically used.   
 There is extensive absorption from melanin and hemoglobin at 
wavelengths lower than 600 nm.  At wavelengths higher than 1200 nm the absorption 
from water increases rapidly.  Photon migration (light scattering) is the dominant source 
of attenuation in the spectral region in which absorption from water, hemoglobin, lipids, 
and melanin are minimal.    For this reason, the 600-1200 nm range of wavelengths has 
been called the diagnostic or therapeutic window.8 
 In transcutaneous Raman measurements it is advantageous to minimize the light 
that is absorbed.  Absorbed light is dissipated in the tissue as either heat or fluorescence. 
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Heat can cause discomfort or tissue damage if high laser power is used.  Fluorescence 
becomes a large background signal that can be difficult to subtract accurately and that 
contributes shot noise to the measured Raman spectrum.  Selection of the longest feasible 
NIR wavelength within the diagnostic window will minimize the melanin and 
hemoglobin absorption fluorescence component without incurring too much water 
absorption.  Though the diagnostic window extends to 1200 nm, silicon photon detectors 
have low sensitivity/quantum efficiency at wavelengths greater than 1000 nm.  As a 
result wavelengths higher than 830nm are not commonly used.  
 
Optical Clearing of Tissue 
 
 Even with the appropriate excitation wavelength, photon diffusion obscures the 
deep penetration of light into tissue.  There are several known techniques to minimize 
scattering and increase the depth of light penetration in tissue.9  These techniques include 
mechanically compressing or stretching the skin, thermally heating or cooling the skin, 
and optical clearing.  Although the techniques are different, the optical effect is similar.  
All operate by reducing the number or magnitude of sudden changes in refractive index.  
By mechanically stretching or compressing the skin the tissue homogeneity is increased 
by the removal of blood and interstitial fluids.  This effectively causes closer packing of 
the tissue. Light scattering is reduced because there is less variation in the index of 
refraction because of the increased homogeneity  
Thermally heating and cooling the skin has similar effects, but with less 
predictable results because of the variability of underlying fat layers, especially in 
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humans.  At higher temperatures, lipids become more fluid, thereby decreasing the 
scattering coefficients. At the same time there is an increase in the tissue hydration in the 
dermis, causing greater tissue scattering.  Cooling has the opposite effect and in less fatty 
tissue may be used to constrict blood vessels and decrease tissue hydration.   
Optical clearing is the procedure of adding a liquid to the tissue that replaces 
water and has a refractive index that is closer to those of proteins and lipids. Commonly, 
a clearing agent is rubbed on the skin to displace the water in the skin, replacing it with a 
material of higher refractive index.  Ordinary skin lotions or moisturizers can be used, as 
can compounds such as glycerol. The thickness of the tissue that exhibits decreased 
scattering is greatly influenced by how well the clearing agent is absorbed into the skin 
and how well its components match the refractive index of collagen and other skin 
components.  Optical clearing can offer a marked improvement in the signal/noise ratio 
of the recovered Raman spectrum of bone.10   
 
Transcutaneous Raman Measurements 
   
 There are two reported Raman methods for obtaining transcutaneous Raman 
spectrum of bone: picosecond Kerr-gating11, 12 and spatially separating the illumination 
from the collection field of view, termed spatially offset Raman spectroscopy (SORS).13  
Though both techniques have been shown to recover bone spectrum through the skin, 
picosecond Kerr gating uses bulky and expensive instrumentation that is only available in 
a few laboratories worldwide.  However, signal recovery by SORS can be performed 
with commercially available Raman instrumentation.   
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In the SORS fiber optic collection techniques, subsurface and spatial information 
is obtainable by using an array of collection fibers some of which are spatially offset 
from the center of illumination.14 This family of techniques is well documented in the 
biomedical optics literature,15-17 but has only recently been reported for Raman.  
    Obtaining subsurface information through SORS signal collection is based on the 
properties of photon migration. Incident NIR photons diffuse through soft tissue. The 
Raman scattered photons continue to diffuse on the path back to the specimen surface.  
Compared to Raman scatter collected directly below the point of illumination, Raman 
scatter collected away from the center of illumination will contain a larger proportion of 
Raman photons that originate from below the surface. The ratio is dependent on the 
distance from the center of illumination. By varying the distance of the collection fibers 
from the center of illumination, a variation in the proportion of surface to subsurface 
Raman signal results.  Using this technique, we have generated coarse subsurface Raman 
maps18-20 and three dimensional tomographic reconstructions21, 22.   
Subsurface component recovery is an ill-posed inverse problem.  It is solved 
using an algorithm in which the known subsurface spectrum of interest is treated as a 
component.  We do not know the number of components, but we do know what the 
spectrum of the combination of components looks like.  Well known algorithms that fit 





 Band target entropy minimization (BTEM) is the algorithm in use in our 
laboratory.  It has previously been applied to hyperspectral Raman imaging and has been 
shown to recover components that are missed by other multivariate data reduction 
methods.28  In Raman spectroscopy a mixed component spectrum is a linear 
superposition of pure component spectra which scale according to their concentration.  
Singular value decomposition is used to calculate eigenvectors of the mixed component 
spectrum; the sum of all the eigenvectors will reproduce the mixed component spectrum.  
The first eigenvector will contain a spectrum that describes the greatest amount of 
variance in the dataset and the last eigenvector will contain a spectrum that describes the 
least amount of variance in the dataset, typically almost all noise.  The BTEM method 
looks at the information dispersion across the dataset with the objective of minimizing 
the dispersion.  Unlike other algorithms BTEM utilizes the small amount of signal in 
eigenvectors that are usually rejected as noise.  The spectral recovery for a component of 
interest is accomplished by choosing a spectral region where the component of interest 
has a visible band in the mixed component spectrum.  The entropy at the region of 
interest is calculated for a predetermined number of eigenvectors.  The entropy 
calculation is then used as a weight to rotate the determined number of eigenvectors into 
each other, resulting in a spectrum of minimum entropy for the band that was chosen.   
 
Applications to bone 
 
   Bone is a living tissue. It is a highly organized, dynamic composite material 
comprised of mineral, organic matrix, cells, and water.  On a macroscopic scale bone is 
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composed of cortical bone and trabecular bone (cancellous bone).  Cortical bone makes 
up 80% of the skeletal bone mass while trabecular bone is the remaining 20%.  Cortical 
bone is much denser (5-10% porosity) than trabecular bone (50-90% porosity) and is 
found in the shafts of long bones and as an outer shell around the trabecular bone.  At the 
chemical composition level bone is a composite of a protein matrix, which is about 85% 
type I collagen, and a carbonated apatitic mineral.  The mineral resembles hydroxyapatite 
[Ca10(PO4)6(OH)2], but in mature bone about a quarter of the phosphate is replaced by 
carbonate.  The apatitic crystals are nanometer sized and are present in spaces between 
and around collagen fibrils that make up the organic matrix.  A collagen fibril consists of 
type I collagen triple helical structures that are interconnected by short cross-links.  Other 
cross-links connect the three strands of the triple helix.  There are correlations between 
the mechanical properties of bone and its chemical structure. Roughly, the mineral 
contributes stiffness and the collagen contributes flexibility. The mechanical properties of 
bone result from the interplay of bone architecture, bone composition, bone turnover, and 
damage accumulation. These complex contributions to bone strength are described as 
bone quality.29   
 Our group has shown that Raman spectroscopy gives some insight into bone 
quality.  Present and former group members have shown measurable spectral changes in 
both the mineral and matrix bands when bone is permanently or  elastically deformed.30-32  
In these studies band area and height ratios were used as Raman spectroscopic signatures 
to characterize mineral carbonation, and matrix cross-linking.  There are also 
characteristic differences in the spectra of wild type mice and Brtl mice, a model for 
osteogenesis imperfecta Type IV.33 
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 More recently, McCreadie et al. have shown that there are differences between the 
Raman spectra of oseoportoic bones that have undergone fracture and matched tissue 
from donors who died without suffering fracture.34  Among the results reported, the 
carbonate-to-phosphate band ratio was approximately 20% higher in the bone that had 
undergone fracture.  These and other studies suggest that transcutaneous Raman 
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SUBSURFACE RAMAN SPECTROSCOPY AN MAPPING USING A 
GLOABALLY ILLUMINATED NON-CONFOCAL FIBER OPTIC 





The ability to rapidly obtain subsurface Raman spectra is a topic of considerable 
interest to both the biomedical and pharmaceutical fields. The development of a globally 
illuminated fiber optic probe is one of the recent technological advances that mark the 
first steps in realizing the potential of collecting subsurface chemical information by 
Raman spectroscopy. This type of fiber optic probe takes advantage of the efficient signal 
collection resulting from a non-confocal global illumination while binning and 
co-addition of signals from individual fibers are used to minimize collection time. A 
globally illuminated fiber optic probe with an array of collection fibers was first reported 
by Ma and Ben-Amotz to perform rapid Raman imaging.1 An optically similar probe has 
been employed by Wikstrőm et al. for pharmaceutical process analysis.2 We exploit the 
advantages of a globally illuminated fiber optic probe to perform spatially offset Raman 
spectroscopy (SORS), and report the rapid collection of Raman spectra from subsurface 
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components. We also report the generation of low definition Raman maps of 
subsurface components in the presence of strong Raman photon migration.  
 The principle of collecting signal (typically fluorescence or absorption) from 
subsurface components is widely used throughout the biomedical optics field. In 
biological tissue optics the term photon migration is used to describe the effects of 
multiple scattering.3, 4  In most tissue types, elastic scattering contributes as much or more 
to light attenuation in the near-infrared, as absorption.  As a consequence, theoretical 
treatments and methods for recovering spatial information have been extensively 
investigated by the tissue optics community.3, 4  
Although multiple scattering has long been known in Raman spectroscopy, 
detailed study of its effects have accelerated since the pioneering time-resolved work of 
Everall et al.5-7 Our research group has applied the time-resolved methodology to 
recovery of subsurface signals in bone tissue.8, 9  While the time-resolved method is 
powerful the instrumentation required is expensive and available only in a few 
laboratories.10  In collaboration with several other groups we have recently demonstrated 
that information from diffusive photons can be recovered with a simple probe 
geometry.11  Spatially offsetting the point of signal collection from the point of laser 
delivery allows discrimination against signals from surface layers and enables collection 
of spectra from subsurface components. Spatially offset Raman spectroscopy (SORS) can 
be implemented in most Raman spectroscopy systems and is well suited for 
implementation with fiber optic probes. However, in its simplest form, SORS provides no 
information about spatial distribution of subsurface components. If multiple collection 
fibers are used, arranged in a circle or circles around the delivery fiber, as in the classic 
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N-around-1 probe, some spatial information may be recoverable. Because a tightly 
focused laser beam is delivered at a single point, the possibility of damage to delicate 
samples is much greater than in global illumination.  
The non-confocality of global illumination Raman imaging is widely understood. 
Markwort and co-workers showed that  multiple scattering can degrade global 
illumination Raman images.12 As a result, Markwort et al. did not attempt to separate 
surface and subsurface signals.  In this communication we demonstrate that subsurface 
Raman maps can be generated using global illumination and an array of collection fibers. 
Recovery of spectra depends upon the positional asymmetry of collection of diffusive 
photons arising from a single subsurface point. The basic principle of diffusional photon 
migration is illustrated in figure 2.1.    
Excitation photons entering at a single point diffuse (are scattered) into a wide 
distribution as they propagate. Similarly, Raman-scattered photons originating at a single 
sub-surface point also diffuse and exit the sample not at a single point but distributed 
over a relatively wide area. Collection fibers located at different distances from the point 
of injection will therefore collect different numbers of Raman photons from subsurface 
regions directly below. The closer a fiber is to the injection point, the greater the 
contribution from the surface components and the further the fiber is from the injection 
point the greater the contribution from subsurface Raman photons.  The same principle 
applies to an array of many fibers where each fiber collects signal from a subsurface 
component in proportions to its distance from the exiting photon’s point of entrance to 
the sample and the depth of the component. The positional asymmetry means that 
subsurface spectral and spatial information is available from the ensemble of fibers. 
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 Due to the large amount of collected data, the separation of Raman signal from 
noise or fluorescence is possible by using multivariate data reduction techniques, 
provided that the number of collection fibers equals or exceeds the number of 
spectroscopically distinguishable components.  In order to recover spectral factors from 
the data an ill-posed inverse algorithm is especially useful.  Well known algorithms that 
fit this purpose include SIMPLISMA, IPCA, and OPA-ALS.13-15  Here we use band 
target entropy minimization (BTEM), a recently developed technique that has proven 
capable of extraction of weak infrared and Raman signals at better signal/noise ratio than 
several more familiar methods.16-20 We have previously applied this method to 
hyperspectral Raman imaging and have demonstrated in that application that BTEM has 
the ability to recover components that are missed by other multivariate data reduction 
methods. 21  
 In this paper we employ a global illumination 50 element fiber optic probe to 
investigate subsurface Raman spectroscopy and mapping. We use blocks of engineering 
polymers that have been chosen because they have spectra with some bands unique to 




 The Raman system (figure 2.2) was comprised of a 400 mW 785 nm external 
cavity diode laser (Invictus, Kaiser Optical Systems, Ann Arbor, MI), an NIR-optimized 
imaging spectrograph (HoloSpec, f/1.8i, Kaiser Optical Systems) fitted with a 50 µm slit 
to provide 6-8 cm-1 spectral resolution. The detector was a thermoelectrically cooled 
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deep-depletion 1024x256 pixel CCD (Model DU420-BR-DD, Andor Technology, 
Belfast, Northern Ireland) operated at -70 ºC with no binning. The sampling system was a 
filtered fiber optic probe with uniform global illumination and a bundle of fifty 100 µm 
core, collection fibers arranged in a close-packed circle to collect light from the 
illuminated region (PhAT probe, Kaiser Optical Systems). At the spectrograph end the 
collection fibers were arranged in a linear array for coupling into the spectrograph. The 
probe was fitted with a 250 mm focal length fused silica lens that focused the laser beam 
to a 7mm diameter spot.   The laser power available at the probe head was 285 mW.  
The dispersion axis of the spectrograph was calibrated against the neon discharge 
lamp of a Kaiser Optical Systems Raman Calibration Accessory. The diffused quartz-
halogen lamp light of the Calibration Accessory was used to flat-field the CCD.  The 
integration time was 170 seconds, except for experiments using a stack of three polymers 
with polyethylene as the top polymer (Configuration 2.3a, as seen below).   
The positional correspondence between fibers at the linear array end of the fiber 
bundle and the circular array end was measured by stepwise illumination using white 
light and a video camera. The focusing lens was removed from the PhAT probe and a 
video camera (TMC 7DSP, JAI Pulnix, Inc., San Jose, CA) fitted with a 35 mm focal 
length lens. The linear end of the fiber bundle was illuminated with a quartz-halogen 
lamp.  The array was viewed with the video camera while an opaque block was translated 
across the line of fibers, extinguishing them one by one. As each fiber was extinguished, 
a video frame was captured with a frame grabber (PXC200AL, ImageNation, Beaverton, 
OR), establishing its location on the circular array. 
 20
 The model systems were polyethylene, Delrin, and Teflon. These polymers were 
machined into 51 mm x 51 mm blocks of different thicknesses.  These were arranged in 
two and three component systems of different scattering geometries, as described below. 
A 225 g brass block, with a hole cut through the center, was placed on top of an assembly 
of polymer blocks to minimize voids between them. 
The test configurations are illustrated in figure 2.3.  In figure 2.3a, 2.3b, and 2.3c 
slabs of two or three polymers were stacked. In the two layer configuration only 
polyethylene and Teflon were used.  In the three layer configuration the upper and middle 
layers were 2.0 or 5.2 mm thick. The Teflon layer was 13 mm thick. The second 
configuration (Figure 2.3d) was used to illustrate recovery of spatially resolved spectra of 
subsurface components below a scattering layer.  Blocks 5.2 mm thick of Delrin and 
polyethylene were butted against each other.  A 13 mm thick Teflon block was placed 
over the interface. The fiber optic probe was centered over the boundary between the 




 All data reduction was performed in Matlab 6.1 (The Mathworks Inc., Natick, 
MA) using locally written and vendor supplied scripts.  The data for each experiment 
were arrays of 256 Raman spectra collected as single CCD images. Initial preprocessing 
included dark current subtraction, correction for pixel-pixel response variations, and 
correction for wavelength response dependence.  The response-corrected images were 
then corrected for slit image curvature caused by the large gathering angle of the 
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spectrograph.  A wavenumber region of interest (ROI) was then selected and the 
covariance matrix was calculated for data in this ROI.  BTEM was used to obtain the 
spectral factors of interest.  Typically a 3 pixel (approximately 5 cm-1) interval including 
the most intense band in the ROI for a given polymer was chosen for targeting. The first 
fifty to seventy eigenvectors were used for the calculations of spectral factors and scores.   
The scores of the recovered polymer factors were used to construct score plots for all 
components for which light was collected at each fiber. The factors were normalized so 
that the sum of all the score plots for a polymer equaled the total light intensity collected 
by each fiber.  The relative intensities were then calculated and mapped onto an image of 
the collection fibers.  
 
Results and Discussion 
 
 Reference spectra for Delrin, polyethylene, and Teflon were obtained with the 
PhAT probe and are shown on the same Raman signal intensity scale in figure 2.4.  The 
top spectrum is of Delrin and is of the average from 256 spectra.  The strongest band is at 
918 cm-1.  The middle spectrum is polyethylene (256 spectra averaged).  The strongest 
Raman band is at 808cm-1.  The bottom spectrum is of Teflon (256 spectra averaged).  
The strongest band is found at 732 cm-1.  
 Figure 2.5 shows results obtained for a three layer system (figure 2.3a) consisting 
of a 2.1mm thick polyethylene block (top ), a 2.1mm thick Delrin block (middle), and a 
13mm thick Teflon block (bottom).  Figure 2.5a is the spectrum averaged over the 256 
CCD rows.  Figure 2.5b shows the factors recovered by BTEM.  The upper spectrum in 
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figure 2.5b is the polyethylene factor, the middle spectrum is the Delrin factor, and the 
lower spectrum is the Teflon factor.  Each factor was recovered using 70 eigenvectors 
and targeting the wavenumber location at which the highest intensity Raman signal for 
the given polymer was expected.  Figure 2.5c shows the reference Raman spectrum for 
each of the polymers in the same ROI.   
 Figure 2.6 shows results for a two layer system (figure 2.3b) consisting of a 
5.2 mm thick polyethylene block over a 13 mm thick Teflon block. In figures 2.6a and 
2.6b the spectra of the individual polymers (dotted lines) and recovered factors (solid 
lines) are shown.  In figures 2.6c and 2.6d the relative intensities contributed by 
polyethylene and Teflon are mapped onto images of the collection fibers. The relative 
intensities were calculated by using reference Teflon and polyethylene spectra to 
calculate the score plot for each component.  The contributions from each component 
were then calculated.  In figure 2.6c the relative intensities were mapped on to an eight 
level gray scale in which black represents polyethylene and white represents Teflon.  In 
figure 2.6d the difference in the collection efficiency at each fiber from the subsurface 
layer is emphasized by use of a two level gray scale. 
 The ability to recover subsurface information was further tested on a three layer 
system (figure 2.3c) consisting of a 5.2 mm upper Delrin layer, a 5.2 mm polyethylene 
middle layer and a 13 mm lower Teflon layer.  The solid line spectrum in figure 2.7a is 
the average of 256 spectra.  The averaged spectrum is dominated by the Delrin spectrum 
(dotted line) because the top layer is the major intensity contributor. The ROI used for 
BTEM recovery of subsurface spectra is circled in figure 2.7a.  An enlarged view of the 
ROI is shown in figure 2.7b.  In the ROI the polyethylene bands at 810 cm-1 and 842 cm-1 
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and a Teflon band at 732 cm-1 are visible, although with very low intensity. BTEM 
recovers noisy spectra of polyethylene (figure 2.7c) below 5.2mm of Delrin. The 
spectrum of Teflon is recovered from below 5.2mm of Delrin and an additional 5.2mm of 
polyethylene (figure 2.7d).  For comparison the spectra of Teflon and polyethylene in the 
ROI are shown (dotted lines) above the recovered spectra in figure 2.7c and figure 2.7d. 
 To test the spatial recovery capabilities of the method, the region around the linear 
boundary between 5.2 mm thick blocks of polyethylene and Delrin below a 13 mm layer 
of Teflon was mapped.  Figure 2.8a and figure 2.8b shows factors for Delrin and 
polyethylene.  These factors were used to calculate the contributing signal intensities for 
each of the subsurface components.   
 Figure 2.8c shows the relative intensities mapped (8 gray levels) onto an image of 
the fiber bundle (figure 2.8c).  The darker the circle the greater the Raman signal 
contribution from the left side of the subsurface interface (polyethylene).  The lighter the 
circle the greater the Raman contribution from the right side of the subsurface interface 
(Delrin).  In figure 2.8d a two level gray scale is used to emphasize contributions from 
the right and left side of the subsurface interface.  The black circles represent 
polyethylene and the white circles represent predominantly Delrin.  Curiously, while 
Delrin gives a stronger Raman signal than polyethylene, it also scatters Raman light more 
strongly.  The collection efficiency is reduced as the depths of the subsurface increases 
because of the greater scattering effect.   As a result the recovered Raman signal for 
Delrin is less than the recovered Raman signal for polyethylene.   
 The histogram, shown in figure 2.8e, further illustrates the intensity contributions 
from the two subsurface polymers and is useful in understanding the source of apparent 
 24
anomalies in the images of figure 2.8c and 8d.  The histogram was created by dividing 
the collection fiber map into nine vertical bins and averaging the intensity contributions 
of the two polymers for each bin.  It becomes clear from the histogram that the fiber to 
fiber differences in intensities, which arise from multiple scattering effects, are actually 
quite small.  Under these conditions small errors in measurement can result in positional 




The two- and three-component model systems employed here illustrate that a 
global illumination/multifiber collection bundle can recover subsurface spectra and 
provide maps of the component distribution. Global illumination reduces local power 
density and should prove especially useful in mapping delicate samples. The spatial 
resolution is governed by the number of fibers in the bundle, the dynamic range of the 
detector and ultimately by the inevitable scrambling of spatial information caused by the 
multiple scattering effect.  
A particularly interesting challenge is to recover detailed spatial and spectral 
information in less contrived systems than assemblies of blocks of materials.  For 
example, collection of spectra from a thin film sandwiched between two thicker layers 
would be more difficult because the film would be a minor contributor to the total signal 
at every fiber.  Recovery of spectral information for systems with more complex 
geometries would also be more challenging and could benefit by use of probes that 
contain a greater number of collection fibers, by advances in data reduction algorithms, 
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and by modifications to the probe geometry itself. Experiments towards realization of 






Figure 2.1:  Cross-sectional schematic of the photon diffusion effects on light injected at 
a single point and asymmetric collection efficiency of two fibers located at different 







Figure 2.2:  Schematic of the experimental apparatus.  Components are labeled.  Probe is 





















Figure 2.3: Configuration of test systems.  Light is incident on the surface of the top layer 
(shaded circle).  (a) system I, three layers (2mm polyethylene, 2mm Delrin, and 13mm 
Teflon)  (b) system II, 5.2 mm polyethylene, 13mm thick block Teflon  (c) system III, 5.2 
mm thick Delrin, 5.2 mm thick polyethylene, 13mm thick Teflon  (d) system IV, 
subsurface interface, 13mm block of Teflon over 5.2mm thick polyethylene and 5.2mm 



















Figure 2.5:  (a) averaged Raman spectra of system I  (b) recovered BTEM factors of the 
three components (Top: polyethylene; Middle: Delrin; Bottom: Teflon)  (c) Raman 









Figure 2.6:  (a) BTEM Teflon spectrum (solid line) system II, Teflon spectrum (dashed 
line) (b) BTEM polyethylene spectrum, reference polyethylene spectrum (dashed line) (c) 
8 level gray-scale map.  Darker circles represent greater Raman contribution from the 
surface layers (polyethylene) and the lighter circles represent greater Raman contribution 
from the subsurface layers (Teflon) (d) 2 level gray-scale map, black circles represent 
greater Raman contribution from the surface layer (polyethylene) and white circles 








Figure 2.7:  (a) solid line the averaged spectrum collected from system III, dashed line a 
reference spectrum of Delrin (b) detailed image of the circled region in a. (c) solid line 
BTEM factor for Teflon, dashed line, reference Teflon spectrum (d) solid line the BTEM 











Figure 2.8:  (a) solid line BTEM factor for Delrin, dashed line, Delrin reference spectrum  
(b) solid line BTEM factor for polyethylene dashed line, polyethylene reference spectrum 
(c) subsurface 8 level gray scale  map of polyethylene-Delrin interface beneath 13mm of 
Teflon, lighter circles contain a greater Delrin Raman contribution, darker circles contain 
a greater polyethylene Raman contribution (d) subsurface 2 level gray scale map of 
polyethylene-Delrin interface below 13mm of Teflon.  Lighter circles contain a greater 
Delrin Raman contribution, darker circles contain a greater polyethylene Raman 
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TRANSCUTANEOUS RAMAN SPECTROSCOPY OF BONE TISSUE 




 There is broad interest in application of Raman spectroscopy for characterization 
of tissue specimens.1  For diagnostics and for basic biomedical scientific investigations, it 
is often desirable to make in vivo spectroscopic measurements.2-9  Where possible these 
should be non-invasive.  Towards this goal, we have demonstrated that transcutaneous 
bone tissue spectra are obtainable by picosecond time-resolved Raman spectroscopy. 
Using murine bone tissue specimens taken from sacrificed animals, we have shown that 
measurements can be made through 1 mm of overlying soft tissue.10, 11 However, the 
time-resolved measurements require specialized high power lasers.  The instrumentation 
is expensive and bulky and is available in only a few laboratories worldwide. Penel et. al. 
have performed in vivo Raman spectroscopic measurements in  New Zealand rabbits with 
conventional Raman spectroscopic instrumentation.3  Fused-silica optical widows were 
implanted over the calvaria of the rabbits.   This methodology is applicable to 
longitudinal studies in laboratory animals, but is not suitable for measurements on human 
subjects. 
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An alternative is to use fiber optic Raman spectroscopy with probes designed to exploit 
the well-known diffusive effects in light propagation through tissue. One configuration 
that can be used is spatially offset Raman spectroscopy (SORS).12, 13  In this 
configuration, the collection fiber or fibers are spatially offset from the illumination fiber 
in order to maximize the Raman signal from below the surface of a specimen.  This and 
similar illumination/collection geometries are used in tissue fluorescence and near-
infrared absorption spectroscopies.14, 15   
 Recently we have demonstrated that global illumination across the field of view 
of an array of 50 fibers enables subsurface Raman spectroscopy in highly scattering 
media.16  This geometry has the dual advantages of minimizing local power density and 
generating subsurface Raman maps. We have demonstrated these properties with a 
commercially available nonconfocal fiber optic probe using blocks of standard 
engineering polymers as test systems. The employed probe was designed for 
pharmaceutical applications and has been applied by Wikstrőm et al. to process 
analysis.17  In this study we show that global illumination and collection with an array of 




 The Raman system (figure 3.1), comprises a 400 mW 785 nm external cavity 
diode laser (Invictus, Kaiser Optical Systems, Ann Arbor, MI), a NIR-optimized imaging 
spectrograph (HoloSpec, f/1.8i, Kaiser Optical Systems) fitted with a 50 μm slit to 
provide 6-8 cm-1 resolution. The detector was a thermoelectrically cooled deep-depletion 
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1024x256 pixel CCD (Model DU420-BR-DD, Andor Technology, Belfast, Northern 
Ireland) operated at -75○ C with no binning. The sampling system was a filtered fiber 
optic probe with uniform global illumination and a bundle of fifty 100 μm core collection 
fibers arranged in a close-packed circle to collect light from the illuminated region (PhAT 
probe, Kaiser Optical Systems). At the spectrograph end, the collection fibers were 
arranged in a linear array for coupling into the spectrograph. The probe was fitted with a 
75 mm focal length fused silica lens that focused the laser beam to a 3 mm diameter spot. 
The laser power available at the probe head was 275 mW.  The dispersion axis of the 
spectrograph was calibrated against the neon discharge lamp of a Raman Calibration 
Accessory (Kaiser Optical Systems). The diffused quartz-halogen lamp light of the 
Calibration Accessory was used to flat-field the CCD.   
 In vitro measurements were made on chicken tibia (drumstick) obtained from a 
local grocery store.  The illumination beam from the probe was incident directly on the 
skin overlaying the distal part of the tibia diaphysis.  The integration time was 300 sec.  
To obtain reference bone spectra, the overlying tissue was excised using a scalpel to 
expose the bone.  An integration time of 50 sec was used to collect reference spectra. 
 Human tissue measurements were made on cadaveric tissue (Caucasian male, 
deceased at age 66) obtained through the University of Michigan Medical School 
Anatomic Donations Program. Measurements were made on the lateral epycondyle at the 
humerus (elbow).  The excised arm was stored at -40○ C and allowed to thaw overnight 
before use. Hair in the area of interest was shaved away prior to collection of spectra.  
The integration time was 150 seconds.  To obtain reference spectra the overlying soft 
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tissue was excised with a scalpel to expose the bone.  No further preparation was 




 All data reduction was performed in Matlab 6.1 (The Mathworks Inc., Natick, 
MA) using locally written and vendor supplied scripts. The data for each experiment 
were arrays of 256 Raman spectra collected as single CCD images. Initial preprocessing 
included dark current subtraction, correction for pixel-pixel response variations, and 
correction for wavelength response dependence. The response-corrected images were 
then corrected for slit image curvature caused by the large gathering angle of the 
spectrograph.  An iterative baselining procedure was used to correct for the background 
fluorescence.18  The wavenumber region of interest (ROI) was selected to be 500-1295 
cm-1 and the covariance matrix was calculated for data in this ROI.  Band Target Entropy 
Minimization (BTEM) was used to obtain the spectral factors of interest.  A 50cm-1 
interval, 930-980cm-1, was chosen for targeting. The first 65 eigenvectors of the data set 
were used for the calculation of Raman spectral factors.19-21  
 
Results and Discussion 
 
 Figure 3.2a shows the reference Raman spectrum exposed bone spectrum and the 
averaged transcutaneous Raman spectrum at the same location on the diaphysis.  The 
phosphate ν1 band at 959 cm-1 is visible in the transcutaneous spectrum, as are collagen 
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and other protein bands of soft tissue. However, the carbonate band at ca. 1070 cm-1 is 
not visible in the averaged spectrum. The thickness of the soft tissue at the measurement 
site was approximately 5 mm. Because the baseline-baseline extent of the phosphate ν1 
envelope is approximately 50 cm-1 the spectral interval from 930 cm-1 to 980 cm-1 was 
targeted for BTEM bone spectrum recovery from transcutaneous data sets. The recovered 
spectrum (BTEM) from the row-by-row CCD data is shown in figure 3.2b.   The 
spectrum reproduces the spectrum of the exposed bone well, even though the 
measurement is made through 5 mm of soft tissue.   
 In figure 3 the spectrum over the 500 -1300 cm-1 region is shown. This region is 
important because it contains the phosphate ν4 envelope centered at ca. 583 cm-1, proline 
and hydroxyproline bands in the 850-900 cm-1 and amide III in the 1230-1290 cm-1 
region. Figure 3.3 offers further confirmation that the mineral spectrum is accurately 
recovered from the fiber optic probe data. However, the spectra also reveal that recovery 
of the matrix spectrum is more difficult through tissue this deep. Proline and 
hydroxyproline bands are just visible, but not quantifiable. Amide III is not reliably 
detected. 
 In figure 3.4 we show data obtained at the lateral epycondyle at the humerus of a 
human cadaver.  Figure 3.4a shows an overlay of the reference exposed bone Raman 
spectrum (dotted line) with the average of the spectra collected transcutaneously by the 
50 collection fibers.  In the averaged transcutaneous spectrum the phosphate ν1 band at 
960 cm-1 is visible, although obscured by the bands of the overlying tissue. At the 
measurement site the bone lies below about 3 mm of soft tissue. In the human tissue the 
tendons, which scatter light strongly, are thicker than in the chicken specimen. 
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Additionally, the human skin was visibly more heavily pigmented than the chicken skin, 
resulting in a higher melanin fluorescence background. Despite these complications, we 
were able to recover the bone spectrum from the transcutaneous measurements, as shown 
in figure 3.4b.  The mineral component of transcutaneous spectrum accurately follows the 
exposed bone spectrum with the additional noise expected for the weaker bone signal. In 





 We have shown that a probe design that utilizes global illumination and an array 
of collection fibers that interrogates the illuminated region can recover transcutaneous 
bone spectra. The probe design has the advantage of low power density. The 785 nm 
laser wavelength available to us is lower than the 830 nm wavelength more commonly 
used for tissue studies. We expect slightly increased penetration depth and reduced 
fluorescence background when we move to a longer wavelength.   
 Even at this early stage, it is clear that transcutaneous bone Raman spectroscopy 
can readily be adapted to use in living human and animal tissue. This development would 
enable longitudinal studies on living animals, thereby reducing the number of animals 
required for a study. We have recently proposed a candidate Raman biomarker for 
susceptibility to osteoporotic damage.22 Upon validation of this biomarker, the potential 
exists for rapid Raman spectroscopic diagnosis of fracture susceptibility in osteoporosis 
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Figure 3.1:  Schematic of the experimental apparatus. Components are labeled. 
The probe is a globally illuminated fiber-optic probe with 50 collection fibers in a 




























Figure 3.2: Raman spectra of chicken tibia (distal-diaphysis). (a) The 
spectrum collected by the fiber probe averaged over all 50 collection 
fibers. The solid line trace is the transcutaneous spectrum and the dotted 
line is the exposed bone spectrum. (b) Recovered bone tissue factor 
transcutaneous measurement (solid line) and the exposed bone spectrum 















Figure 3.3: Raman spectra of chicken tibia with the averaged spectrum 
from the 50 probe collection fibers. Transcutaneous spectrum (dashed 
line), exposed bone (dotted line), and bone spectrum redovered from 





























Figure 3.4: Raman spectra of the lateral epycondyle at the humerus. (a) the 
spectrum collected by the fiber probe averaged over all 50 collection 
fibers. The solid line trace is the transcutaneous spectrum and the dotted 
line is the exposed bone spectrum. (b) Recovered bone tissue factor 
transcutaneous measurement (solid line) and the exposed bone spectrum 
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TRANSCUTANEOUS RAMAN SPECTROSCOPY OF BONE: 




 The role of diffusive light transport in highly scattering systems is widely applied 
to biomedical optics,1, 2 but was not fully appreciated by the Raman community until 
recently.3-5 Typically, strategies use geometries in which the detector is displaced from 
the direction of propagation of the source light, to account for the spreading of the light 
beam.6-8  Similar configurations have only recently been used in Raman spectroscopy. 
This approach was first systematically studied by Matousek et. al. using layers of 
powdered materials as model systems, and Monte Carlo simulations with a simple 
diffusional model to explain the experimental results.9, 10  A point illumination source and 
a point detector spatially offset from the source were used in the first experiments.  Our 
group introduced illumination with a defocused laser beam and a circular array of 
collection fibers whose field of view matched the diameter of the beam incident on the 
specimen.  A defocused laser beam, called global illumination in our earlier publications, 
reduced the possibility of thermal damage to the specimen while the coincident laser 
illumination area and collection fiber field of view were exploited to generate subsurface 
component maps.11 Multivariate data analysis was used to extract the spectra of 
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subsurface components and to map their distribution. This was accomplished using 
blocks of polymers as model systems; mapping through several millimeters of Teflon was 
demonstrated.  We later reported  transcutaneous Raman spectroscopy of  human 
cadaveric bone using the same experimental configuration.12  
 Here we describe a more efficient probe configuration.  In order to distribute laser 
power and minimize both the skin Raman spectra and skin fluorescence, we have used 
annular illumination and collection with a circular array of fibers centered inside the 
annulus; an approach we now call ring/disk Raman spectroscopy.13  A very similar 
optical configuration was independently demonstrated by Matousek.14  To a good first 
approximation, the annulus can be treated as a line for heat dissipation purposes.  It is 
known that for a given absolute laser power, line focus provides more efficient heat 
dissipation than either tight spot focus or a defocused circular beam.15 Thus the ring/disk 
configuration provides the benefits of a relatively intense Raman spectrum from high 
laser power and selectivity towards the subsurface components because of the distance 
between the illumination region and the collection region.  Ring illumination is easily 
implemented with an axial conical lens (axicon) and a converging lens.  With inclusion of 
telephoto optics the distance between the illumination annulus and the light collection 
disk is easily varied, making ring illumination useful for subsurface Raman 
measurements in most light scattering systems.   
 Here we first demonstrate transcutaneous Raman spectroscopy on rat and chicken 
tissue using the ring/disk probe.16  We then compare the strengths of global 
illumination/collection and ring/disk geometries. Polymer blocks are used as a model 
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system and transcutaneous performance with increasing ring/disk spacing is 
demonstrated using chicken tibiae. 
 
Preliminary measurements using the Ring/disk probe 
   
Figure 4.1 is a schematic of the fiber probe. A 785 nm diode laser (Invictus, 
Kaiser Optical Systems, Ann Arbor) is focused into a 100 μm core fused silica fiber, 
which is collimated at its distal end and focused into a fused silica axicon (cone angle 
179.5°, Delmar Photonics, San Diego CA). A plano-convex fused silica singlet and a 
negative focal length fused silica meniscus or plano-concave singlet are used to focus the 
beam to an annulus. A dichroic mirror is used to align the annulus to the field of view of 
the collection fiber array (PhAT probe, Kaiser Optical Systems). The illumination 
assembly is mounted on the distal end of the PhAT probe using modular lens tubes and 
connectors (Thorlabs, Newton, NJ). The PhAT probe output is presented to an imaging 
spectrograph (HoloSpec, Kaiser Optical Systems). The dispersed Raman scatter is 
imaged onto a detector (Andor Classic, Andor Technologies, Belfast, UK) fitted with a 
1024x256 back-illuminated deep depletion CCD and analyzed by band target entropy 
minimization (BTEM) as described previously.13 Band heights and ratios were calculated 
in GRAMS/AI (Thermo Galactic, Madison, WI).  At the probe head the laser beam was 
approximately 110 mW (chicken) and 170 mW (rat).  
Three model tissues were employed. Sprague-Dawley rat tibiae and femora were 
used to study integration time dependence. Chicken tibiae from a local supermarket were 
used to study depth penetration. Depilatory lotion was used to remove hair from the rat 
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skin.  Tissues were treated with an optical clearing agent, glycerol, for approximately 1 
minute before the start of each experiment. 
Rat tissue measurements were made at an overlying skin thickness of 
approximately 1 mm. Integration times between 5 sec and 120 sec were used for 
measurement time studies. Chicken tibia measurements were made with integration time 
120 sec and with bone at depths of approximately 2 mm and 4 mm below the skin. For all 
tissue specimens, after a sequence of measurements was completed, the overlying tissue 
was removed with a scalpel and Raman spectra of the exposed bone were collected with 
the PhAT probe. 
Figure 4.2 shows recovered rat tibia spectra as a function of integration time. The 
spectra are presented as recovered by BTEM without digital filtering or smoothing. The 
mineral spectrum recovery is good above about 30 sec. The intense phosphate ν1 band is 
visible, though distorted, even at integration times as low as 5 sec. As table 4.1 shows, it 
is possible to obtain reasonable agreement of carbonate/phosphate ratios between 
measurements made on exposed bone and measurements through 1 mm of skin at 
integration times of 30 sec or longer. Best results are obtained at 120 sec integration time. 
However, as even visual inspection of the spectra shows, BTEM did not completely 
separate the skin spectrum from the bone spectrum. Amide III and the CH2 bending mode 
at ca. 1446 cm-1 are about four times larger in the recovered spectra than in the spectrum 
of exposed bone. The incomplete separation results from oversampling the skin spectrum. 
In these experiments the annulus outer and inner diameters were about 7 mm and 6 mm 
and the collection fiber field of view about 3 mm.  It was not possible with the available 
optics to generate a collection fiber field diameter much below 3 mm. Increasing the 
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annulus i.d. to larger than 7 mm in order to reduce the contribution from skin caused a 
large fraction of the laser light to miss the tibia entirely. 
We collected spectra of chicken tibiae using the same excitation annulus.  
Figure 4.3 shows the recovered spectra (120 sec integration time) together with the 
corresponding exposed bone spectra at a depth of 4 mm. Also shown in Fig. 3 is the 
average spectrum (dotted line) collected by the probe. As in figure 4.2, the spectra have 
not been smoothed or filtered.  Figure 4.3a, shows the effect of using all 50 collection 
fibers for BTEM calculations.  Comparison of the recovered spectrum with the exposed 
bone spectrum (dotted line) shows incomplete separation of the bone factor from the 
overlying tissue spectrum. The problem is most easily visible as the erroneously high 
intensity of the CH2 1446cm-1 band.  If the outer ring of 18 collection fibers is excluded 
from the calculation, the recovery of the bone factor is improved (figure 4.3b) because 
the operation is equivalent to increasing the distance between excitation annulus and 
collection fibers.  The signal/noise ratio is not improved because the number of spectra 
included in the calculation is reduced. As table 4.1 shows, at 4 mm depth, the error in 
measurement of carbonate/phosphate is acceptable (11.8%) when all the collection fibers 
are used in the data analysis. The error is reduced to 7.6% when data from the outer ring 
of 18 collection fibers is not used.  On the other hand, at 2 mm depth, better results are 
obtained when data from all fibers are included in the BTEM calculation.   
These preliminary results can be substantially improved by optimization of the 
design based on realistic modeling of the tissue optics of these complex skin, bone and 
connective tissue systems.  However, the results seen in figure 4.3 indicate varying depth 
resolutions based on the spacing between the illumination and collection region.  In the 
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second part of this chapter we systematically investigate the affect of changing the 
ring/disk spacing and compare the ring/disk probes performance to that of the global 
illumination probe.     
 
Experimental Method and Data Treatment 
 
 Blocks of polymers were used as a model system to demonstrate the subsurface 
Raman mapping capabilities of the global illumination and ring/disk probe geometries.  
Delrin, polyethylene, and Teflon were machined into 51mm x 51mm slabs of known 
thicknesses.  Teflon blocks were stacked to the desired height above slabs of Delrin and 
polyethylene.  The Delrin and polyethylene were arranged so that the boundary between 
them lay approximately in the center of the field of view of the collection fibers. The 
illumination annulus diameter and distance to the collection circle are shown in table 4.2.  
Teflon outer layers of 0.0-7.2 mm were systematically varied.  The data acquisition time 
was 60 sec.  
 Transcutaneous spectra were obtained from chicken tibiae purchased from a local 
market.  Glycerol was applied as an optical clearing agent.  The illumination beam from 
the probe was incident directly on the skin overlying the distal end of the diaphysis.  The 
integration time was 120 sec.  To obtain reference bone spectra, the overlying tissue was 
excised using a scalpel to expose the bone.  An integration time of 60 sec was used to 
collect reference spectra.  Experiments were performed with ring diameters and ring-disk 
spacing as shown in table 4.2. Data sets from all five spacings were combined in order to 
extract bone Raman spectra. 
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 All data reduction was performed in Matlab 6.1 (The Mathworks Inc., Natick, 
MA) using locally written and vendor supplied scripts. The data for each experiment 
were arrays of 256 Raman spectra collected as single CCD images. Initial preprocessing 
included dark current subtraction, correction for pixel-pixel response variation, and 
correction for wavelength response dependence. The response-corrected images were 
then corrected for slit image curvature caused by the large gathering angle of the 
spectrograph.  A Blackman-Harris windowing function was applied to each spectrum to 
remove high frequency noise.17  Each fiber at the slit illuminated five pixels.  To 
eliminate cross-talk, only data from the central three fibers were used. The retained data 
from each fiber was co-added to yield a fifty spectrum data set for each acquisition.  
 Both global illumination/collection and ring/disk measurements were made on the 
polymer system. The ring/disk offset spacing was 2.5 mm.  To minimize noise 
contributions, a region of interest that contained Raman bands for each of the polymer 
samples was selected to be used for further processing. The covariance matrix was 
calculated.  The factors were normalized so that the sum of the scores for a given fiber 
was unity.  Score plots for Delrin and polyethylene were generated from the eigenvectors.  
The relative intensity plots were then mapped onto a spatial representation of the fiber 
collection array.   
 For the chicken tibial data, an iterative baselining procedure with a fifth order 
polynomial was used to correct for the background fluorescence18.  A wavenumber 
region of interest (ROI) was selected to include both mineral and matrix bands.  The 
datasets for all five ring/disk offsets were combined and a covariance matrix was 
 58
calculated for data in the ROI.  With the global illumination system, five 2 minute 
acquisitions were combined into a single data set to match the 10 minute data acquisition 
used with the ring/disk system.  Band target entropy minimization (BTEM)19-23 was used 
to obtain the spectral factors of interest for each data set.  A 6 cm-1 interval, 956-962cm-1, 
was chosen for targeting. The first 25 eigenvectors of a global illumination data set were 
used for the calculation of Raman spectral factor. Five eigenvectors where used for the 
ring/disk data.  The numbers of eigenvectors were based on visual inspection of the Score 
plot of eigenvalues for each covariance matrix.   
 
Results and Discussion 
 
 The subsurface mapping performance of each probe is illustrated in figure 4.4. In 
the global illumination (top row) experiments we used a 3 mm diameter illumination disk 
and collection spot. In our earlier work a 7 mm diameter spot and disk were used. As a 
consequence of the small spot and disk size, the depth penetration is less than we have 
previously reported, but the measurement time is reduced because of a higher power 
density. Mapping is accurate only to about 2.4 mm below the Teflon surface.  Global 
illumination yields a larger surface component in the acquired spectra because the 
illumination and collection regions overlap.  The net effect of global illumination is less 
subsurface signal than observed for geometries in which there is no overlap between the 
illuminated region and the collection fibers. This phenomenon is illustrated by the 
ring/disk data in the second row of figure 4.4. With the same 3 mm collection disk, but a 
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2.5 mm spacing between the inner edge of the ring and the outer edge of the collection 
disk.  Accurate mapping is obtained to depths of 5-6 mm. 
 These data, together with our already published results, illustrate the importance 
of controlling illumination and collection geometries to achieve the desired trade-off 
between measurement and depth at which signal is recovered. In these experiments 
limited depth is accepted as the cost of faster data acquisition. 
 Data obtained for the chicken tibia model system are shown in figure 4.5.  Results 
obtained both with the global illumination/collection probe and the ring/disk probe are 
presented. The ring/disk probe was operated with 5 different ring/disk spacings 
(table 4.2).  The average spectra acquired for each probe configuration are shown in 
figure 4.5a. The same intensity scale is used throughout to illustrate the decrease in signal 
intensity with increasing spacing. The included global illumination data shows that this 
configuration provides the greatest total signal intensity because the illumination and 
collection region fully overlap.  Illumination with ring 1 (figure 4.5a) provides the second 
largest intensity because the spacing between the illumination annulus and collection disk 
is the smallest.  The signal intensity decreases as the ring/disk spacing increases.  
 Just as importantly, however, the background fluorescence (figure 4.5b) is most 
intense with global illumination. It is smaller in the ring/disk data and decreases with 
increasing ring/disk spacing. The fluorescence background in the global 
illumination/collection has greater and more complex curvature than the background 
fluorescence in the ring/disk Raman spectra. With deep red or NIR illumination the most 
important source of fluorescence is melanin. Most melanin is in the melanocytes located 
in the epidermis, close to the surface. In humans and other mammals the melanocytes lie 
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just below the stratum corneum. Because the fluorescence source is so close to the 
surface, separation of the illumination and collection regions will decrease its 
contribution to the total collected signal.  
 The subsurface selectivity of the ring/disk probe is illustrated in figure 4.5c.  The 
fitted backgrounds (figure 4.5b) have been subtracted from the raw spectra of figure 4.5a. 
Comparison of these signals show that the bone contribution (e.g. phosphate ν1, dotted 
line at 959 cm-1) becomes an increasingly larger component of the signal. It is barely 
visible over the collagen contributions in the global illumination spectra (bottom trace), 
but is easily seen in the spectra with large ring/disk spacing.   
 The recovered (BTEM) bone Raman spectral factors for the global 
illumination/collection fiber optic probe and the ring/disk probe are shown in figure 4.6.  
For the specimen of figure 4.5 and 4.6 the periosteal surface of the bone lay beneath 
about 4.3 mm skin and soft tissue. The soft tissue included skin, facia, muscle, blood 
vessels and tendons.  As can be seen in the figure, with global illumination (top trace) 
only phosphate ν1 (959 cm-1) is recovered with a high enough signal/noise ratio to 
provide useful information. Even at this depth the ring/disk probe yields not only 
phosphate information but also the carbonate ν1 band at 1070 cm-1. The ring/disk 




 For transcutaneous Raman spectroscopy, the ring/disk fiber optic probe provides 
the benefits of good depth penetration and the ability to supply sufficient laser power to 
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allow acquisition of Raman spectra at moderate collection times.  Further improvement is 
possible by optimizing the illumination and collection optics. As the ring/disk spacing 
increases, the thickness of the illumination ring increases. From a heat transport point of 
view, a thin ring is desirable, so that heat dissipation proceeds efficiently in all directions 
perpendicular to the circumference of the ring. More sophisticated telephoto designs than 
the Galillean telescope can provide the necessary thin rings located further away from the 
collection disk than is currently possible. Of course, laser power can be increased beyond 
the 230-270 mW incident power that is available from our current laser. Further 
improvement in spectral recovery is likely with illumination at 830 nm, because of the 






































Figure 4.1:  Schematic of fiber optic Raman system.  The components are as marked in 
the figure. Lenses of different focal lengths were used to adjust dimensions of 





Figure 4.2:  Transcutaneous Raman spectra of rat tibia. The spectrum integration 
times are shown on the figure. The bands are: phosphate, 958 cm-1; carbonate, 1070 





Figure 4.3:  Measurements made through 4mm of overlying tissue on a chicken tibia at 
the mid diaphysis.  Transcutaneous (dotted), recovered bone factor (gray), exposed bone 
(black).  (a) recovered bone factor using data from all 50 collection fibers.  (b) recovered 






















































































































































































































































































































































































































































































































































































































































































































































































































































































































































































Figure 4.4:  Subsurface mapping performance for each probe:  Subsurface maps of 
polyethylene/Delrin interface acquired from global illumination/collection probe (top 
row) and ring/disk illumination/collection (bottom row) at different overlying Teflon 








































Figure 4.5:  Raman spectra of chicken tibia (distal-diaphysis). (a) The mean spectra 
acquired by the global illumination/collection probe and the ring/disk probe operated 
at five different ring/disk separations (traces labeled).  (b) The average background 
resulting from the different illumination/collection geometries for each probe.  (c)  
The normalized and baselined mean transcutaneous spectra for each probe 















Figure 4.6: Recovered (BTEM) bone factor for the global illumination/collection 
probe (top trace), ring/disk probe using a combined data set (middle trace), and 












Rat Tibia 0 60 0.215a
1 120 0.220b 2.3%
1 60 0.201b -6.6%
1 30 0.236b 9.6%
1 20 0.250b 16.4%
1 10 0.098b -54.3%
1 5 NA NA
Rat Femur 0 60 .222a
2 120 .210b -5.4%
Chicken Tibia 0 60 .225a
2 120 .214b -4.9%
2 120 .133c -40.9%
Chicken Tibia 0 60 .202a
4 120 .226b 11.8%
4 120 .218c 7.6%
a Calculated as height ratio of 1070 cm-1 to 958 cm-1 bands
b Ratio calculated using data from all collection fibers
c Ratio calculated without using data from the outer ring of fibers  
 
Table 4.1:  Carbonate/Phosphate ratios measured transcutaneously and on exposed bone 
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Ring OD ID Offset
Polymer 1 10.0 8.0 2.5
Chicken 1 5.0 4.0 0.5
2 7.0 5.0 1.0
3 11.0 8.0 2.5
4 12.0 10.0 3.5
5 15.0 12.0 4.5
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SUBSURFACE AND TRANSCUTANEOUS RAMAN 
SPECTROSCOPY AND MAPPING USING CONCENTRIC 
ILLUMINATION RINGS AND COLLECTION WITH A CIRCULAR 




 As earlier chapters demonstrate fiber optic probes in which the signal is detected 
at a distance from the point or points where light is injected into the system can be used 
for depth-resolved subsurface optical spectroscopy in highly scattering (turbid) systems, 
such as tablets, polymers, and human or animal tissue.   As the distance between the 
illumination and collection region is increased, the recovered Raman spectra contain 
increasingly greater contributions from subsurface components.  This approach provides 
a degree of depth resolution to the technique.  
 Shim et al.1 demonstrated depth resolved Raman spectroscopy in an Intralipid 
suspension phantom using a 7-around-1 fiber optic probe with interchangeable beveled 
tips. As tips with increasing bevel angles were used, the distance between excitation and 
collection region decreased and the collection region moved closer to the surface.  The 
same probe was used by Bakker Schut and co-workers to detect dysplastic tissue in a rat 
model of oral cancer.2  The beveled collection fibers sampled well below the surface of 
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the specimen to include bone tissue. To resolve the dysplastic tissue spectrum from the 
underlying bone spectrum, principal components analysis was used.  Later, Motz et al. 
showed that with a tightly focused probe, a spacer between the laser delivery fiber and 
fifteen collection fibers was needed to obtain the maximum Raman signal from the 
surface of a highly scattering sample.3  Their probe was intended for insertion into a 
catheter and only small offset effects were studied.  
 For these early studies, the probes used had limited source/detection spacing and 
therefore the signals were recovered from depths of less than 1mm. The potential for 
greater depth penetration and depth resolution by spatial offsetting was first demonstrated 
and systematically investigated by Matousek et al.4  These workers were also the first to 
use Monte Carlo methods to model spatially offset Raman spectroscopy (SORS).5  Since 
the first demonstration of millimeter depth resolution with a two-fiber probe, several new 
designs have been implemented.  Pharmaceutical6 and biomedical7-9 problems have 
emerged as the first major application areas.  
The first depth resolving fiber Raman probes employed point illumination.  
However, this approach limits the amount of laser power that can be delivered without 
thermal damage. The problem is serious in biomedical applications and there are 
accepted standards for maximum laser power exposure to human skin such as ANSI 
Z136.1-2007.10   
We have demonstrated that laser power distributed over the field of view of 
collection fibers can eliminate thermal damage and can also allow subsurface mapping.11   
This global illumination method was demonstrated in Raman microscopic mapping a 
decade ago12, although its subsurface measurement properties were not discussed. Using 
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a commercially available fiber optic probe, we have demonstrated mapping of polymer 
samples placed beneath several millimeters of Teflon.11 We have also shown that the 
global illumination probe can recover bone Raman spectra through the skin of human 
cadaveric limbs and chicken legs at depths of several millimeters.7 
  If the target tissue (or other object) is close to the surface, point illumination is 
certainly feasible. Bone spectra have been observed through the skin of a volunteer using 
point illumination with low power (1.8 mW) and an array of collection fibers.9   
Though subsurface information is available, the global illumination probe, in 
common with other backscatter-collection methods, heavily weights spectral components 
from at or near the surface of the material.6 For transcutaneous Raman spectroscopy in 
human or animal subjects, this surface weighting results in a large fluorescence 
background from skin melanin. One simple and powerful solution to the surface 
weighting problem is to illuminate one surface and collect the light transmitted through 
the sample.13  Matousek has recently demonstrated that collecting transmitted light in a 
strongly scattering system provides surface fluorescence rejection as well as composition 
averaging.6  
 Another solution to the surface weighting problem is a fiber probe design that has 
been independently developed by our group,8, 14 denoted as annular illumination or 
ring/disk, and by Matousek15, described as inverse SORS.  In this design, an axicon is 
used to convert the laser beam into an annulus, which surrounds the field of view of a 
disk-shaped array of collection fibers. The separation between the illumination ring and 
the collection disk determines the depth from which much of the signal is recovered. In 
biomedical applications, an advantage of this design is that much of the skin fluorescence 
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is spatially rejected. The ring diameter is easily varied with telephoto optics8, 14 or by 
changing the distance between the axicon and the specimen15.  
 It is expected that the ring/disk probe can provide subsurface maps as well as 
depth-resolved spectra and rejection of surface signals.  The ring/disk configuration may 
be especially useful for measurements in tissue or in other materials where thermal 
damage is likely.  It is well-known that heat is conducted away from a line-focused laser 
beam more efficiently than from an area-focused beam.16 Except at very small diameters, 
the ring is thermally equivalent to a line, suggesting that the ring/disk probe may have 
better thermal properties than the global illumination probe.  
 An additional advantage of the ring/disk configuration is the potential of using 
multiple ring/disk separations to acquire both Raman spectra of a target at multiple 
depths and an approximate three-dimensional reconstruction.  Changing ring diameter 
changes the angle at which light is incident on the surface of a specimen.  Changes in ring 
diameter are equivalent to the generation of new projections for use in tomographic 
reconstruction.  
 Tomographic reconstruction methods have been described in the fluorescence 
literature and is currently an active area of research.17-26  Reconstruction from 
fluorescence data is an ill-posed inverse problem. Accuracy of reconstruction can be 
improved and computations can be simplified by utilizing prior knowledge of the shape 
of the buried target. Target shape can often be obtained by proven methods based on, for 
example, ultrasound, magnetic resonance imaging, or X-ray tomography.  
 Optical spectroscopy may be an important complement to such technologies as 
MRI, computed tomography, and ultrasound, which provide detailed morphological 
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information and some mechanical property estimates, but limited or no chemical 
composition information. Near-infrared and fluorescence spectroscopies partially 
overcome this limitation, and it is expected that Raman spectroscopy can be developed 
into a powerful alternative and/or adjunct for many important biomedical applications.  
  In this paper we examine the effects of ring/disk separation on both the depth 
recovery of spectra of buried components and on subsurface mapping. To facilitate 
comparison with our global illumination probe, we test the subsurface mapping properties 
of the ring/disk probe using blocks of polyethylene, Teflon, and Delrin in simple 
geometries. We also present results of transcutaneous spectroscopy in canine tibiae, used 




 A schematic of the Raman spectroscopic system is shown in figure 5.1.  A 
400 mW 785 nm external cavity diode laser (Invictus, Kaiser Optical Systems, Inc., Ann 
Arbor, MI) is used for excitation. The laser beam is passed through a 200 μm core NIR 
optical fiber (Multimode Fiber Optics, Hackettstown, NJ).  The light was collimated 
(F810FC-780, Thorlabs Inc., Newton, NJ) and directed through a 175o axicon (Del Mar 
Photonics, San Diego, CA).  A Galilean telescope (positive/negative lens pair) was used 
to focus the ring to inner diameters between 3.0 mm and 14.5 mm.  The collection 
channel of a non-confocal fiber optic probe (PhAT probe, Kaiser Optical Systems, Inc.) 
was employed to collect backscattered Raman shifted light and present it to the 
spectrograph.  The probe contained a 1 mm in diameter circular bundle of fifty 100 µm 
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core/125 μm core plus cladding collection fibers. A 75 mm focal length lens was used at 
the probe head, resulting in a 3 mm diameter circular field of view from the fiber bundle. 
A dichroic mirror (Chroma Technology Corp., Rockingham, VT) reflected the 785 nm 
light to the sample and transmitted the Raman signal to the collection fibers.  
Components were mounted in lens tubes and a mirror mount (SM1 series, Thorlabs Inc., 
Newton, NJ).   A NIR-optimized imaging spectrograph (Holospec, f/1.8, Kaiser Optical 
Systems) fitted with a 50 μm slit was used to provide 6-8 cm-1 spectral resolution.  The 
detector was a thermoelectrically cooled deep-depletion 1024x256 pixel CCD (Model 
DU420-BR-DD, Andor Technology, Belfast, Northern Ireland) operated at -75 oC.  No 
binning was used. 
 The wavelength axis of the spectrograph was calibrated against the neon 
discharge lamp of a HoloLab Calibration Accessory (Kaiser Optical Systems, Inc.).  The 
diffused white light from the Calibration Accessory was used to correct for the 
wavelength response of the CCD.  The acquisition time for measurement at each ring 
diameter was 60 seconds.  The incident power varied between 200 and 210 mW 
depending on the details of optical alignment.  
 Blocks of polymers were used for depth penetration and subsurface mapping 
experiments.  Polyethylene, Delrin, and Teflon were machined into 51 mm x 51 mm 
blocks and stacked to achieve different thicknesses and different geometries (Figure 5.2).  
A 225 g brass block with a circular hole was placed over the assembly of polymer blocks 
to minimize voids between them.  The configuration in figure 5.2a was used to examine 
mapping capabilities of the probe.    The collection disk was oriented over the center of 
the interface between the polyethylene and Delrin blocks.  The illumination ring was 
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incident on the Teflon surface and the collection optics were focused onto the surface of 
the Teflon block over the subsurface interface.  The thickness of the Teflon layer was 
varied between 0 mm and 10.4 mm in increments of 0.8 mm.  To generate maps of the 
subsurface interface, the known correspondence between the positions of fibers at the 
linear array (spectrograph) end of the fiber bundle and the circular (collection) end was 
used.11  The configuration in figure 5.2b was used to measure the polymer thickness 
through which the spectrum of a buried block of Delrin 4 mm thick could be recovered.  
Teflon layer thicknesses between 13.0 mm and 22.6 mm were used.  Table 5.1 shows the 
inner and outer diameters of the rings of laser light used in these measurements, and a 
schematic of the ring illumination/disk collection scheme is shown in figure 5.3. 
 The tissue specimens used were intact canine lower extremities obtained from a 
discarded tissue repository. The limbs were harvested from an animal euthanized in 
approved (University Committee on Use and Care of Animals) studies at the University 
of Michigan Medical School. The preparation of the specimen included preservation of 
all the soft tissues and skin distal to the mid-femur.  Hair was removed with a depilatory 
agent (Sally Hansen Corp, Uniondale, NY) and glycerol was then applied for optical 
clearing.  The collection disk was positioned at the medial side of the left and right tibia 
at the diaphysis.  The dimensions of the rings used for transcutaneous measurements are 
shown in table 5.1.   
After all transcutaneous measurements were completed, the overlying tissue was 
removed.  Spectra of the exposed bone were obtained with global illumination and with 
the ring/disk configuration using ring 5 (table 5.1).  The two data sets were combined to 




 All data reduction was performed in MATLAB 6.1 (The Mathworks Inc., Natick, 
MA) using vendor-supplied and locally written scripts.  The data for each acquisition 
consisted of an array of 256 Raman spectra as a single CCD image.  Initial preprocessing 
included dark current subtraction, correction for pixel-pixel response variations, and 
correction for wavelength response variations.  The images were then corrected for slit 
image curvature caused by the large gathering angle of the spectrograph.  A Blackman-
Harris windowing function was applied to each spectrum to remove high frequency 
components.27  The spectra from each fiber covered five rows of the spectrograph, but 
only the central three spectra from each fiber were used to avoid cross-talk from adjacent 
fibers.  For each acquisition the central three spectra were averaged prior to further data 
reduction, yielding a data set of fifty spectra, each spectrum corresponding to one fiber.  
A wavenumber region of interest was then selected. 
 To investigate depth of signal recovery for the polymer data, band target entropy 
minimization (BTEM)28-32 was used to recover the Delrin factor.  The spectral range 
chosen for targeting was 910 cm-1 to 925 cm-1 (Delrin max at 918 cm-1); the number of 
eigenvectors was increased from 15 to 195 as the amount of overlying Teflon increased.  
 Use of a large number of eigenvectors is necessary to extract minor spectral 
components by BTEM. Inclusion of eigenvectors containing predominantly distributed 
random noise is used to improve the signal to noise ratio of the recovered spectra. The 
stopping point is reached when additional eigenvectors add only noise.  At least twice as 
many eigenvectors are included in the calculation as the number of components sought. 
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Usually many more are included. We use the eigenvector weight distribution test for 
selecting the appropriate number of eigenvectors, as described elsewhere.31   
 To investigate the preservation of spatial information, a covariance matrix was 
calculated and a score plot was generated using reference measurements on each of the 
polymers.  The factors were normalized so that the sum of the scores for a given fiber 
equaled the total intensity of signal from that fiber.  The relative intensities were then 
mapped onto a schematic of the collection array.  This was done for each ring.  
Measurements for all four rings were normalized and then combined into a single matrix 
resulting in a dataset equivalent to taking a 4 minute acquisition with each ring 
illuminating for 1 minute.  Each ring was concentric to the collection region.   
 For the canine limb data, an iterative baselining procedure with a fifth-order 
polynomial was used to remove background fluorescence.33  For the transcutaneous 
measurements, BTEM was used to recover a bone factor for each ring.  The region of 
interest targeted was 956 cm-1 to 962 cm-1 which contains the phosphate ν1 band in bone.  
The number of eigenvectors ranged from 5 to 25. The recovered bone factor and all the 
exposed bone measurements were imported into GRAMS/AI/Razor Tools (Thermo 
Galactic, Madison, Wisconsin) and fit for peak areas and heights using mixed Gaussian 
and Lorenzian polynomials and standard peak width constraints. 
 
Results and Discussion 
 
 Reference spectra for polyethylene, Delrin, and Teflon were obtained using global 
illumination and are shown normalized and offset in figure 5.4.  The top spectrum of 
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polyethylene is the averaged spectra obtained from fifty collection fibers.  The strongest 
band is at 808 cm-1.  The middle (averaged) spectrum is of Delrin. The strongest Raman 
band is at 918 cm-1.  The bottom (averaged) spectrum is of Teflon. The strongest band is 
at 732 cm-1.   
 Figure 5.5 shows results from the three component polymer system (figure 5.2a).  
The spectra in figure 5.5a are the averaged spectra obtained from the fifty collection 
fibers for each ring/disk spacing with 5.6 mm of overlying Teflon.  The spectra are offset 
for clarity.  The spectral region from 800 cm-1 to 1150 cm-1 contains the most intense 
bands for the polyethylene and Delrin subsurface components.  This region is enlarged to 
illustrate the increasing contribution of the subsurface components to recovered signal 
intensity as the ring/disk spacing is increased.  Figure 5.5b shows the average spectrum 
from all four ring/disk separations (i.e. from 200 fibers) as the depth of overlying Teflon 
increases.  The most intense bands of both Delrin and polyethylene are visible through 
10.4 mm of overlying Teflon. 
 Figure 5.6 shows Raman maps of the three component system used to investigate 
the depths at which spatial recovery is achievable with different illumination/collection 
separations.  A Raman map of the polyethylene-Delrin interface (no overlying Teflon) is 
shown at the top left-hand side of the figure.  The first and second column illustrates a 0 
mm and 0.5 mm illumination/collection spacing.  The spatial information is preserved 
from 0.8 mm until a depth of ~4 mm of overlying Teflon.  Raman maps of the 2.5 mm 
collection/illumination spacing are shown in the third column.  The interface is blurred at 
a 0.8 mm depth, regains focus at a 1.6 mm depth, and then loses focus at a depth between 
4.8 mm and 5.6 mm of overlying Teflon.  Similar results are seen in the fourth column 
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for the 4.5 mm illumination/collection spacing.  As the illumination/collection spacing 
increases, spatial information from deeper depths is preserved while the spatial 
information at shallower depths is blurred.  This suggests that an optimal 
illumination/collection offset exists for different depths.  The fifth column shows Raman 
fiber maps that result when the datasets from all four illumination/collection separations 
are linearly added (200 collection fibers).  The polyethylene-Delrin subsurface interface 
is in focus from 0.8 mm of overlying Teflon and remains in focus until between 5.6 mm 
to 6.4 mm of overlying Teflon.  The multiple depths of focus are a result of multiple 
illumination/collection spacings.  Equal weighting of each ring in the combined data set 
provides only a first approximation towards the reconstruction of the subsurface 
composition and morphology.  This approximation yields adequate results for simple 
polymer block geometries.  In less contrived systems, more complex restoration 
algorithms and optimized spacing protocols will be necessary to achieve subsurface 
Raman mapping.     
 Figure 5.7 shows results for the two layer polymer system (figure 5.2b).  In figure 
5.7a, the data from all four illumination/collection spacings are combined and averaged at 
each of the Teflon depths sampled.  Reference spectra for Teflon (top) and Delrin 
(bottom) are included.  The region from 800 cm-1 to 1150 cm-1 is magnified to emphasize 
the Delrin contribution to the average signal.  The Delrin band at 918 cm-1 is visible with 
22.6 mm of overlying Teflon. The recovered (BTEM) Delrin factor is shown in figure 
5.7b.  The Delrin factor is recoverable with high signal/noise ratio through 17.8 mm of 
overlying Teflon, while more noisy Delrin factors, which can be used for mapping, are 
recoverable at 22.6 mm of overlying Teflon. 
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 Figure 5.8 shows the results of spectra taken of an excised canine tibia.  The 
target was bone which was found to be 2 mm below the skin’s surface.  In figure 8a, the 
transcutaneous measurement (gray) is the average spectra obtained from all 10 rings (500 
fibers).  The transcutaneous measurements contain bands from components of the skin 
and underlying tissue including collagen, lipids, melanin, and blood.  For comparison, the 
exposed bone measurements (n=100) are shown in black.  Figure 5.8b shows the BTEM 
recovered bone factors for each illumination/collection spacing.  The exposed bone 
measurements are shown for reference.   
Figure 5.8c shows the carbonate/phosphate (1070 cm-1/958 cm-1) band area ratios 
and figure 5.8d shows the carbonate/phosphate band height ratios as a function of ring 
center diameter.  Carbonate/phosphate is a potential biomarker for fragility fracture 
susceptibility in osteoporotic bone tissue.34  Both figures 5.8c and 5.8d show the ratio for 
the exposed bone spectra (n=100; error bars represent one standard deviation from the 
mean), the recovered bone factor for each ring illumination, and the recovered bone 
factor for the combined data set, with each ring/disk spacing given an equal weighting. 
From this data it is seen that for a 3 mm diameter collection disk, a center ring diameter 
of 8.0 mm provides an approximation to the optimal ring/disk separation.  At this 
ring/disk spacing there is a +1.5% error in the ratio calculated from band areas and a -
0.7% error in the ratio calculated from band heights. Using all the ring/disk spacings 
result in larger errors. The carbonate/phosphate ratio calculated as band areas has a +22% 
error and by heights a 36% error. These poor results occur because the small ring 
spacings overemphasize scatter from close to the skin surface, while those at the largest 
spacings include data with very low signal/noise ratio. 
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 To define criteria for choosing ring/disk separations, we plotted phosphate 
ν1/phenylalanine ring breathing band height and area ratios as functions of ring diameter. 
This ratio measures the relative amounts of bone mineral and total collagen (skin, tendon 
and bone) in the recovered spectra. The results are shown in figure 5.9. As expected, 
these ratios increase with increasing ring/disk spacing. The increase is slow at small 
spacings and rapid when the spacing is increased sufficiently to attenuate much of the 
signal from skin and tendon collagen. The starting point of this rise is the spacing at 
which the best accuracy is obtained. Although the bone contributions to the measured 
spectra are even greater with larger spacings, the signal/noise ratio decreases rapidly, 
leading to increased error.  
A simple and effective protocol for bone signal recovery is to vary the ring 
spacing around the approximate value of the optimum. Either the inflection point, or the 
results of BTEM or another multivariate self-modeling curve resolution method can be 
used to extract the bone spectrum and calculate the desired band area and height ratios. 
Of course, efficient use of this procedure requires prior knowledge of the depth below the 
skin at which the bone is found. Approximate values are known for both men and women 
and methods such as ultrasound can provide accurate results for individuals.  
To test this protocol, we applied it to measurement of a second canine tibia, using 
a point near the distal end of the tibia at which the bone was below 5 mm of skin and 
tendon. This measurement site was chosen because it is similar to the distance expected 
to the distal radius of female human subjects. Figure 5.10 shows the results of spectra 
taken of a second excised canine tibia.  In figure 5.10a we show the mean transcutaneous 
spectrum calculated over the data set used to recover the bone spectrum by BTEM, the 
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recovered spectrum and the spectrum of the exposed bone. Figure 5.10b shows the 
phosphate ν1/phenylalanine ring breathing band height ratios as functions of ring 
diameter. For clarity error bars are omitted. In figure 5.10c the calculated 
carbonate/phosphate ratios by band height and area are compared to the measurements 
made on exposed bone tissue. From this figure it is seen that the height measurements are 
in good agreement (-4.5% error) with the results for exposed tissue, but the agreement is 
poor (-63%) for measurements by area. We attribute this difference to the difficulty of 




   
 The results obtained with two and three component polymer systems 
demonstrates that the ring/disk fiber optic probe has good depth recovery properties and 
preserves subsurface component distribution, although it is blurred by photon diffusion. 
Importantly, the ring/disk fiber optic probe samples deep enough to recover bone spectra 
at least 5 mm below skin and tendons of canines. The data suggests that bone Raman 
measurements in human subjects are feasible at the distal radius and other sites that are 
important for prediction of osteoporotic fragility fracture susceptibility.  Improving the 
collection efficiency of the optics will be needed to reduce the collection time to more 
realistic values. Our probe uses an f/3 collection lens. Decreasing the f/number should 
allow collection in shorter times. 
 87
In this work tomographic reconstruction has been limited to finding a buried 
interface centered in the field of view of the probe. This case is the simplest possible case 
of reconstruction using a priori spatial information and measured spectral information. It 
is known that the combination of independently measured spatial and optical spectral 
information provides the most accurate tomographic reconstruction using currently 
available fitting algorithms. The use of information-rich Raman spectral bands in 
tomographic reconstruction is potentially a powerful new methodology for medical 













































Figure 5.1:  Schematic of the experimental apparatus.  Probe generates a single ring that 











Figure 5.2: Configuration of polymer test systems.  Light is incident on the surface of the 
top layer (shaded circle).  (a) subsurface interface between polyethylene (4mm thick) and 





























































Figure 5.3:  Schematic of ring illumination/disk collection.  Center diameter is defined as 


































































Figure 5.5: Raman spectra of subsurface interface (a) polyethylene and Delrin 
contributions to the mixed component spectra at four different ring/disk spacings, with 
5.6mm of overlying Teflon (b) averaged (n=200) spectra of all four ring/disk spacings 
























































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































Figure 5.7:  Varying amounts of Teflon over Delrin (a) averaged (n=200) mixed 
component spectra. The insert shows the 800 to 1200 cm-1 region magnified to emphasize 





















































































































































































































































































































































































































































































Figure 5.8:  Transcutaneous Raman spectra of dog tibia positioned at the medial side of 
the left tibia at the dyaphysis, 2mm of overlying tissue (a) averaged (n=500) 
transcutaneous, spectrum (gray) and exposed bone spectra (n=100) (black) (b) recovered 
bone spectrum for each ring/disk spacing (c) carbonate/phosphate band area ratio; 
comparison of the recovered bone spectra for each ring to the exposed bone measurement 
(d) carbonate/phosphate band height ratio; comparison of the recovered bone spectra for 
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Figure 5.9:  Phosphate ν1/phenylalanine ring breathing band height and area ratios as 
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Figure 5.10: Transcutaneous Raman spectra of dog tibia at the medial side of the right 
tibia at the dyaphysis, 5mm of overlying tissue (a) averaged (n=250) transcutaneous 
spectrum (dashed), exposed bone spectra (n=100) (black), and recovered bone spectra 
(gray) (b) Phosphate ν1/phenylalanine ring breathing band height ratio as functions of 
ring diameter (circles), approximation of expected function (line) (c) carbonate/phosphate 
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OPTICAL CLEARING IN TRANSCUTANEOUS RAMAN 




 To realize the potential of transcutaneous Raman spectroscopy it is necessary to 
develop both spectroscopic instrumentation for transcutaneous measurements of bone 
tissue composition and ancillary techniques, such as optical clearing,10 that enhance the 
recovery of subsurface spectra.  Skin presents a formidable barrier to bone Raman 
spectroscopy, both because the tissue, especially the stratum corneum, is highly 
scattering, and because melanocytes, which contain the skin pigment melanin, absorb 
even in the near-infrared (NIR) spectrum and fluoresce intensely.  Raman spectroscopy 
has been used to study skin and skin diseases.11-13 To date, dermatological Raman 
spectroscopy has aimed primarily to measure the moisture content and drug penetration 
in skin at depths that do not exceed 1 mm.14, 15  Similarly, arterial plaque 16-18 and blood  
components12, 19-21 have been measured using arteries that lie close to the surface of the 
skin. 
 Although it has not previously been applied to Raman spectroscopy, optical 
clearing is well-known in other areas of biomedical optics, including NIR spectroscopy 
and optical coherence tomography.10, 22-25  With this methodology, a liquid is used to  
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penetrate the stratum corneum and displace the native water, because it has an index of 
refraction that is closer to that of proteins.  Clearing agents may also disrupt the internal 
hydrogen bonding of collagen, which partially disorders the fibrils and increases their 
transparency.22, 26  The use of an optical clearing agent decreases scattering, thereby 
increasing light penetration into the tissue.10 Glycerol is one of the most commonly 
employed clearing agents.  It is non-toxic, has a high index of refraction (nD = 1.47) and 
disrupts the internal hydrogen bonding of collagen.  For these reasons we have used 
glycerol in this study. 
 With the development of spatially-resolved Raman spectroscopy, 27, 28 
transcutaneous measurements at depths of several millimeters or greater have become 
feasible.  In human cadaveric tissue, we have shown that transcutaneous bone Raman 
spectra can be obtained with a commercially available fiber optic probe that uses 
distributed laser power and an array of collection fibers.29, 30  Using a recently developed 
ring/disk probe,31-33 we have demonstrated the recovery of Raman spectra from canine 
bone tissue at a depth of 5 mm below the skin surface.34  This work demonstrated several 
difficulties that must be addressed in the development of non-invasive bone Raman 
spectroscopy. These include a high background fluorescence, multiple scattering that is 
characteristic of almost all tissue,35-37 and the limitations of existing fiber optic Raman 
probes.   
 In this communication we discuss the use of optical clearing to improve the 
Raman signal and reduce the effects of scattering.  We show that a very simple protocol 
with glycerol as a clearing agent increases the signal-to-noise ratio and reduces the 
systematic error incurred as a result of incompletely resolved surface and subsurface 
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spectra using multivariate techniques.  We also demonstrate a fiber probe with line-
focused laser delivery that is better suited to small animal limb studies than ring-focused 
probes. 
 
Materials and Methods 
 
 The specimens used for in vitro transcutaneous Raman measurements through 
skin and overlying tissue were tibiae from mice sacrificed between the ages of 12 and 20 
weeks in the course of other unrelated studies. These mice were sacrificed according to 
study designs and protocols approved by the University of Michigan Committee on Use 
and Care of Animals.  Both tibiae from healthy female animals from four randomly 
selected mice strains were used.  
 The depilatory agent was Sally Hansen Hair Removal Lotion (Sally Hansen Corp, 
Uniondale, NY.). The optical clearing agent was American Chemical Society reagent 
grade glycerol (Sigma-Aldrich Corp., Milwaukee, WI ). 
 A schematic of the Raman instrument is shown in figure 6.1.  A 400 mW, 785 nm 
external cavity diode laser (Invictus, Kaiser Optical Systems, Inc., Ann Arbor, MI) was 
used for excitation. The laser beam was passed through a 200 μm core NIR optical fiber 
(PCN200 4-FF-HT-GN, Multimode Fiber Optics, Hackettstown, NJ).  The light was 
collimated with a fiber optic collimator (F230FC-B, Thorlabs Inc., Newton, NJ) and 
directed through a 5o fan angle Powell lens/collimating optics assembly (C10, 
StockerYale Montreal, Quebec, Canada) and a 75 mm focal length NIR coated achromat 
(AC254-075-B, Thorlabs Inc., Newton, NJ)  to obtain a 3 mm by 0.75 mm line 
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illumination.  A non-confocal fiber optic probe (PhAT probe, Kaiser Optical Systems, 
Inc.) was employed to collect backscattered Raman shifted light and present it to the 
spectrograph.  The probe contained a circular bundle of fifty 100 µm core collection 
fibers. At the probe head a 75 mm focal length lens was employed to obtain a 3 mm 
diameter circular field of view. A dichroic mirror (Chroma Technology Corp., 
Rockingham, VT) reflected the 785 nm light to the sample and transmitted the Raman 
signal to the collection fibers.   A NIR-optimized imaging spectrograph (HoloSpec f/1.8i, 
Kaiser Optical Systems) fitted with a 50 μm slit was used to provide a 6-8 cm-1 spectral 
resolution.  The detector was a thermoelectrically cooled, deep-depletion 1024x256 pixel 
charged-coupled device camera (CCD) (DU420-BR-DD, Andor Technology, Belfast, 
Northern Ireland) operated at -75oC with no binning. 
 Transcutaneous Raman spectroscopic measurements were made on intact, 
sacrificed animals. Prior to measurement, the depilatory lotion was used on the tibiae to 
facilitate hair removal with a tissue paper wipe from the region of interest. Excess 
depilatory was rinsed off with distilled water after hair removal was complete. After 
transcutaneous measurements, the entire tibia was excised, and overlying tissue was 
removed with a scalpel.  The Raman spectrum of the exposed bone was then measured in 
the same region. 
 Transcutaneous Raman spectra were acquired with the illumination line and the 
collection disk focused onto the skin at the medial side of the tibia mid-diaphysis just 
below the tibial proximal tuberosity.  The laser line was positioned so that the long axis 
of the line was parallel to the bone and centered over the bone.  The power of the laser 
light at the specimen was 35 mW.  The acquisition time was 300 s for transcutaneous 
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measurements and 120s for exposed bone measurements. For optical clearing 
experiments, glycerol was applied topically with a cotton swab.  The glycerol was left to 
diffuse into the skin for approximately three minutes before spectra were acquired.  
 For six of the tibiae, seven sequential replicate spectra were acquired prior to 
optical clearing. After application of glycerol and a three minute wait, seven replicate 
spectra were acquired in the same location. For one of the tibiae, only five measurements 
were taken before optical clearing and five afterwards.  After the sequence of 
transcutaneous measurements was completed, soft tissue was removed, and twenty 
consecutive Raman spectra of the exposed bone were acquired.  
 Data reduction was performed in MATLAB 6.1 (The Mathworks Inc., Natick, 
MA) using vendor-supplied scripts and locally-written scripts that have been described 
previously.  Statistical analyses were performed in SAS, version 9.1 (SAS Institute Inc., 
Cary, NC). 
 A single CCD frame contained 256 Raman spectra.  Initial preprocessing included 
CCD calibration against a neon discharge lamp, with a check against a Teflon® Raman 
spectrum.   White light correction and dark current subtraction were used to account for 
the spectral response of the detector.  The image was then corrected for curvature caused 
by the large gathering angle of the spectrograph. 
 The spectrum from each of the fifty collection fibers of the probe was imaged 
onto slightly more than 5 rows of the CCD.  To avoid cross-talk, spectra from only the 
central three rows of each fiber image were used.  These three spectra were averaged to 
generate one spectrum for each collection fiber.   Finally, the 905-1500 cm-1 region of 
interest (ROI) was selected. This region contains the mineral phosphate P-O and 
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carbonate C-O stretches and matrix bands including collagen amide III and CH2 wag.2, 8, 
38 
 The amount of noise in the transcutaneous measurements was quantified using 
spectral averages, that is, without background correction and without separation into bone 
and overlying tissue components.  The three spectra from each of the fifty collection 
fibers were averaged, and the power spectrum of each averaged spectrum was computed.  
For this purpose, the dispersion axis was not converted to wavenumber, but was left in 
wavelength (nm) so that the noise contribution from each pixel would be equally 
weighted. The root-mean-square (rms) value was calculated for the high transform 
frequency region between 0.02 cycles/nm and 0.07 cycles/nm.  Data from one tibia was 
excluded, because the probe was improperly aligned during the measurements.  For each 
of the remaining six tibiae, the mean rms values were computed for each of the seven 
sequential acquisitions.   
 For each tibia, a paired t-test was used to assess the difference in rms noise 
magnitudes between spectra of each tibia acquired with and without optical clearing.  The 
effect of optical clearing on the noise rms values was examined for all six tibiae using a 
repeated measures analysis of variance (ANOVA).  Using a mixed-effects model39, 
optical clearing was treated as a fixed factor with two levels (glycerol-treated, controls). 
The repeated measure was the series of measurements made on each mouse. The series 
had seven (or five) levels and was treated as a random effect.  A significance level of 
0.05 was used for all statistical calculations. 
 Recovery of a bone factor for each transcutaneous measurement followed 
previously described procedures.40 An iterative background removal  with a 5th-order 
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polynomial was used to subtract the background fluorescence.41, 42  The resulting spectra 
were normalized, the covariance matrix was calculated, and band target entropy 
minimization (BTEM) 40, 43, 44 was used to recover the spectral factors.  A 3 cm-1 interval 
around the phosphate band (ca. 959 cm-1) was chosen for band targeting.  Between 3 and 
23 eigenvectors from the data set were included for the calculation of Raman spectral 
factors.  Eigenvectors containing predominantly random noise were used to improve the 
signal-to-noise ratio of the recovered bone spectra. An eigenvector weight distribution 
test for selecting the appropriate number of eigenvectors was used, as described 
elsewhere40. A stopping point was reached when additional eigenvectors added only 
noise.   
 Once the bone spectral factors were calculated, the cross-correlation coefficient 
between the bone factor and the exposed bone measurement was calculated using the 
‘xcorr’ function of the Matlab signal processing toolbox.  To exclude the intense P-O 
stretch, while including enough of the spectrum for computation, the interval used was 
988-1500cm-1.  The mean cross-correlation coefficient was computed for the average of 
the spectra from each of the six tibiae.  For each tibia, a paired t-test, as described above, 
was used to examine the difference in the cross-correlation coefficients between 
transcutaneous spectra measured with and without optical clearing.  The effect of optical 
clearing on the correlation between transcutaneous and exposed bone measurements was 
tested for all six tibiae using a repeated measures ANOVA.  Optical clearing was treated 
as a fixed factor with two levels (glycerol-treated, controls), and the repeated measure 
was the series of measurements on each mouse, which had seven (or five) levels and was 
treated as a random effect. 
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Results and Discussion 
 
 Transcutaneous Raman spectra taken through approximately 1mm of tissue on a 
mouse tibia are shown in figure 6.2a. CCD white light correction, dark current 
subtraction, and correction of spectrograph-induced curvature was applied, but no further 
processing was done. The measurements made after glycerol application have visibly less 
intense and more reproducible background fluorescence than those from the control 
spectra, which were acquired prior to optical clearing.  The power spectra for these 
Raman spectra are shown in figure 6.2b.  In the high transform frequency region (> 0.02 
cycles/nm), where mostly noise is represented, the measurements made after optical 
clearing have both lower noise power and reduced measurement-to-measurement 
variability.  
 We attribute the spectroscopic effects of optical clearing to reduced specimen 
fluorescence in the acquired spectra.  With 785 nm excitation the most important source 
of fluorescence is melanin, which is located in the melanocytes. In mice, as in humans 
and other mammals the melanocytes lie just below the stratum corneum.45  Decreasing 
the scattering at and just below the skin surface decreases the amount of fluorescence that 
is generated and the amount reaching the collection fibers, thereby decreasing its 
contribution to the total collected signal. Some photobleaching may also be occurring 
during the first few minutes of laser illumination. The background decreases rapidly 
between the first and second spectrum acquisition but slowly thereafter (figure 6.2a). 
 Bar graphs of noise levels and measurement variability for each tibia are shown in 
figure 6.3a.    The measurements taken after optical clearing had a significantly lower 
 111
noise level (p<0.05) in 4 out of the 6 tibiae.  In addition, the variability in a set of spectra, 
indicated by the error bars, was lower for spectra acquired after the application of 
glycerol, although the differences were not statistically significant in tibiae 2 and 6.  The 
mean noise levels for the six tibiae are presented in figure 6.3b.  The spectra acquired 
after optical clearing have significantly less noise (p=0.0037).  
 Recovery of the bone spectrum depends on separation of the bone component 
from that of the overlying tissue, which includes skin, tendon, blood vessels and even 
some adipose tissue. Optical clearing can actually degrade the recovered bone spectrum if 
the fiber optic probe is not aligned so as to maximize the contribution from bone and 
minimize the contribution from overlying tissue. This effect is illustrated in figure 6.4.  
The illumination line must be positioned directly over the bone, and the collection fibers 
must be centered on this line, as shown in figure 6.4a.  The field of view of the collection 
fibers is then as illustrated in figure 6.4b.   
 However, if the collection fibers are not positioned directly over the bone and 
centered on the illumination line, spectra from soft tissue are over-sampled.  We 
demonstrated these effects by misaligning the probe.  The field of view of the collection 
fibers was shifted toward the medial side of the tibia while the illumination line centered 
over the bone.  The improper collection fiber alignment is shown in figure 6.4c.  The rms 
noise for the control and optical clearing cases are shown in Figure 6.4d. Significantly 
more noise was observed in the measurement made after glycerol application 
(p<0.00001).  This seemingly contradictory result is caused by the reduction of light 
scattering by the skin, allowing oversampling of Raman scatter from the soft tissue 
directly below.  As expected, the overall intensity of the bone component of the 
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recovered spectrum is decreased. The effect is seen most clearly in the phosphate ν1 band 
at 959 cm-1 (figure 6.4e).  The absolute intensity of the phosphate ν1 band recovered with 
the misaligned probe is not as great as that obtained when the probe is properly aligned. 
Because the signal-to-noise ratio is reduced and the contribution from skin and tendon 
collagen is increased by probe misalignment, the accuracy of the recovered bone factor is 
also lowered.     
 The cross-correlation coefficients between bone factors recovered from 
transcutaneous and exposed bone spectra further illustrate the effects of optical clearing.  
Because in the mouse tibia the bone lies only about 1 mm below the skin, a strong 
phosphate ν1 band is actually visible in the spectrum, after removal of fluorescence 
background (figure 6.5). The Raman spectrum of type I collagen in skin and tendon is 
similar to that of type I collagen in bone. As a consequence the collagen bands are much 
more intense than the similar bands in exposed bone, as comparison to the exposed bone 
spectrum shows.  Collagen bands near the 1070 cm-1 region effectively mask the 
carbonate ν1 band at 1070 cm-1. By reducing the skin collagen contribution, optical 
clearing with glycerol improves the accuracy of the recovered bone factor, as shown in 
figure 6.5b. The difference is clearest in the less intense bands. 
 To quantify the difference between the recovered bone factors and the exposed 
bone measurements, cross-correlation coefficients were calculated in the low signal-to-
noise portion of the recovered spectra, i.e., excluding the phosphate ν1 band (figure 6.6).  
The spectra acquired after optical clearing had a significantly higher correlation with the 
exposed bone spectra (p<0.07) in 4 of the 6 tibiae.  The mean cross-correlation 
coefficients are shown in figure 6.6b.  The measurements made after optical clearing 
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have a significantly higher correlation with the exposed bone spectra (p=0.025) than 




 Optical clearing improves the signal-to-noise ratio of transcutaneously measured 
bone Raman spectra.  Our initial experiments employed only one clearing agent, glycerol, 
and a simple protocol.  Glycerol was chosen, because it is known to be effective and safe 
for use on humans. Other clearing agents and application protocols may prove even more 
effective.  For example, dermabrasion to remove a portion of the stratum corneum is 
known to improve penetration of clearing agents.  Compression or stretching of the skin 
has also been shown to improve light transmission.10  The use of one or more of these 
techniques should allow transcutaneous measurement of bone Raman spectra with an 
even better signal-to-noise ratio. 
 Further development of the line-focused probe could also improve the 
performance of the system. The available Powell lens assembly was not coated for 785 
nm, nor was its internal collimator adjustable to correct for beam divergence. As a result, 
throughput was reduced.  The delivered power was 35 mW from a 400 mW laser. Unlike 
the ring/disk system, the present configuration does not allow for adjustment of the 
distance between the entry and collection points. Moreover, the collection fibers are 
arranged in a disk, resulting in under-sampling of the offset points at the periphery of the 
field of view. These problems can be mitigated with a rectangular collection fiber array 
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and line-forming optics that are designed to work properly with the 785 nm output from a 














Figure 6.2:  Raman spectra of a murine tibia (distal diaphysis). The bone tissue is 
approximately 1 mm below the skin.  The gray traces are raw spectra obtained without 
optical clearing, and the black traces are spectra obtained after glycerol application (a) 







Figure 6.3:  rms intensity for power spectra in high transform frequency region (mean + 
standard deviation) (a) Results for measurements made on six different tibiae (b) Results 





Figure 6.4:  Effect of not centering the illumination line in the center of the collection 
fibers (a) Correct alignment of illumination line and collection disk with respect to the 
bone (b) Field of view of the collection fibers for proper alignment (c) Field of view of 
the collection fibers for improper alignment (d) Resulting noise levels in measurements 
made with improper alignment (compare to Fig. 3) (e) Mean transcutaneous spectra, after 




Figure 6.5:  (a) Typical mean transcutaneous spectrum (gray) and typical mean exposed 
bone spectrum (black) (b) Recovered bone factor without an optical clearing agent (gray), 






Figure 6.6:  Cross-correlation coefficient between the exposed bone measurement and the 
recovered bone factor (mean + standard deviation) (a) Results for measurements made on 
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TRANSCUTANEOUS RAMAN SPECTROSCOPY OF MURINE 




Raman measurements are generally performed ex vivo.  Noninvasive in vivo 
measurements would improve the state-of-the-art by allowing tissue to be monitored 
without perturbation, leading to a greater understanding of the development, 
biomechanics, and health of bone.  The current limitation is that instrumentation and 
methods have not yet been optimized for transcutaneous in vivo Raman spectroscopy of 
bone tissue. 
In other transcutaneous Raman studies (see chapter 5 and chapter 8), a canine 
limb was chosen, because the bone size and thickness of overlying tissue was similar to 
that of human subjects.  However, the ring/disk probe used in prior studies is not as 
effective for transcutaneous Raman spectroscopy of murine bone. Mice are commonly 
used for the study of various bone disorders, owing to their rapid development and the 
availability of a variety of mutant models.  Additionally, mice and rats can be used for 
longitudinal studies of osseointegration implant biocompatibility, bone graft 
incorporation, and fracture healing.1-3 Because mouse limbs are small, separating the 
illuminated region and collection field of view is experimentally difficult.  While 
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practical on a larger specimen, previously described ring/disk probes are not easily 
focused to the dimensions required for smaller animals. 
 In this chapter we report the development of a fiber-optic Raman probe 
configuration suitable for mice.  By exploring five fiber-optic probe configurations in an 
in vivo study of 32 mice we demonstrate that, with proper probe design, differences 
between transcutaneous Raman spectra and spectra obtained on exposed bone are not 




 A schematic of the Raman spectroscopy system, including the mouse positioning 
apparatus for in vivo measurements is shown in figure 7.1a.  The mouse restraint 
components are shown in more detail in figure 7.1b. The Raman excitation source 
comprises a 400 mW, 785 nm external cavity diode laser (Invictus, Kaiser Optical 
Systems, Inc., Ann Arbor, MI) launched into a 200 μm core NIR optical fiber 
(Multimode Fiber Optics, Hackettstown, NJ) for excitation.  The collection fibers (fifty 
100 μm core circular bundle) and optics of a non-confocal fiber-optic probe (PhAT 
probe, Kaiser Optical Systems, Inc.) were employed to collect backscattered Raman 
shifted light and present it to the spectrograph.  A NIR-optimized imaging spectrograph 
(Holospec, f/1.8, Kaiser Optical Systems, Inc.) fitted with a 50 μm slit was used to 
provide 6-8 cm-1 spectral resolution.  The detector was a thermoelectrically cooled deep-
depletion 1024x256 pixel CCD (Model DU420-BR-DD, Andor Technology, Belfast, 
Northern Ireland) operated at -75 °C.  A 75 mm focal length converging lens was fitted at 
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the probe head, resulting in a 3 mm diameter circular field of view from the bundle of 
collection fibers.  The wavelength axis of the spectrograph was calibrated against the 
neon discharge spectrum from a HoloLab calibration accessory (Kaiser Optical Systems, 
Inc.).  The diffused white light from the calibration accessory was used to correct for the 
wavelength response of the CCD. 
 Five different illumination configurations were tested, as illustrated in Figure 7.2. 
For ring illumination, the laser light was collimated (F810FC-780, Thorlabs Inc., 
Newton, NJ) and directed through a 175° axicon (Del Mar Photonics, San Diego, CA).  A 
telephoto lens pair was used to focus the ring to an inner diameter of 1.0 mm and an outer 
diameter of 2.5 mm.  For global illumination, laser light was projected through the built-
in optics of the PhAT probe and a 75 mm focal length lens.  For line illumination, the 
laser light was collimated and passed through a 60 mm focal length cylinder lens.  A 
telephoto lens pair was used to shape and focus a 5.0x1.0 mm laser line onto the 
specimen.  The projected laser line could be rotated by turning the cylinder lens about its 
axis.  For the ring and line illumination geometries a dichroic mirror (R785rdc, Chroma 
Technology Corp., Rockingham, VT) reflected the 785 nm light to the specimen and 
transmitted the Raman signal to the collection fibers.  All components were mounted in 
lens tubes and a cube mount (SM1 series, Thorlabs, Inc., Newton, NJ). 
 Signal collection was achieved by using the circular array of fifty collection fibers 
from the PhAT probe.  As a group these fibers will be referred to as the collection disk. 
Each illumination configuration was paired with a single collection disk.  For the line 
illumination configurations (figure 7.2), the position of the illumination line relative to 
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the collection disk was achieved by angling the dichroic mirror so that the projection of 
the collection fibers and the projection of the illumination line were not coaxial. 
 For each probe configuration we took a set of in vitro transcutaneous 
measurements on a mouse tibia at the medial side of the mid-diaphysis just below the 
tibial tuberosity.  Each probe configuration was tested on a different right or left mouse 
tibia obtained from an animal sacrificed in the course of unrelated studies at the 
University of Michigan Medical School.  Fur in the site of interest was removed with a 
depilatory agent (extra strength hair remover lotion, Sally Hansen Corp, Uniondale, NY), 
and transcutaneous measurements were made. Spectra were acquired with 2-minute 
integration times. Laser power at the specimen varied from 150 mW to 200 mW, 
depending on the illumination geometry.  Transcutaneous signals collected with the 
different probe configurations were compared for variance and bone signal intensity.  The 
‘line/disk 1’ probe configuration was selected for in vivo transcutaneous measurements 
on 32 mice because it provided the best combination of subsurface signal intensity, signal 
variance, and laser power distribution.   
 The relative size of the illumination and collection area and the probe alignment 
for the in vivo studies are illustrated in figure 7.3.  The illumination line was always 
positioned directly over the bone, while the collection area was either offset to the 
posterior side (offset left), centered over (probe centered), or offset to the anterior side 
(offset right) of the tibia.  A helium-neon laser was directed through the illumination 
optics of the collection (PhAT) probe and used to align the probe so that the 785 nm laser 
line was in the center of the collection disk (made visible by the helium-neon laser) when 
a flat object was 75 mm away from the probe head. With the tibia surface positioned at 
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the focal point of the collection fiber bundle field of view, the 785 nm laser line was 
aligned in the center of the collection disk on a planar target. As a consequence of the 
limb curvature, in some cases the laser light was actually positioned to one side of the 
field of view, resulting in the three different probe alignments shown in figure 7.3.  
However, the laser line was always positioned over the tibia.  
 All in vivo measurements followed protocols approved by the University of 
Michigan Committee on the Use and Care of Animals.  The animals were 15 week old 
female UM-HET3 mice.  The UM-HET3 stock is derived from four inbred mice strains: 
BALB/cJ (C), C57BL/6J (B6), C3H/HeJ (C3), and DBA/2J (D2).  They are the female 
progeny of (C x B6)F1 females and (C3 x D2) F1 males.  The mice were anesthetized with 
5% isoflurane  in a small chamber and then placed on the stage and fitted with a nose 
cone for continual delivery of 2% isoflurane to maintain sedation during the 
measurements.  Fur was removed from the site of interest using the depilatory agent.  
Glycerol was applied for optical clearing.4  Transparent 12.5 µm thick polyethylene film 
(Handi-Wrap, DowBrands, Indianapolis, IN) was placed over the limb at the site of 
interest, and room temperature water was dripped onto the film for the duration of the 
measurement to prevent thermal damage.  After the line/disk probe was aligned on the 
tibia, ten 60 second transcutaneous acquisitions were acquired.  The animal was then 
sacrificed, the tibia was excised, and direct measurements were taken on the exposed 





 All spectral processing was performed in MATLAB 6.1 (The Mathworks, Inc., 
Natick, MA).  Each acquisition consisted of an array of 256 spectral rows as a single 
CCD image.  Preprocessing included removing spikes due to cosmic rays, subtracting the 
dark current, correcting for pixel-pixel and wavelength response variation on the CCD, 
and correcting for slit image curvature caused by the large gathering angle of the 
spectrograph.  The spectra from each fiber typically covered five pixel rows on the CCD. 
Only the central three spectra from each fiber were used to avoid cross-talk from adjacent 
fibers.  For each acquisition these central three spectra were summed prior to further data 
reduction, yielding a data set of fifty spectra per acquisition (one spectrum per fiber). The 
transcutaneous spectral data were truncated to the 775-1500 cm-1 region of interest and 
then baselined using a weighted least squares iterative baselining procedure with a 
seventh-order polynomial.5, 6 
 The in vitro transcutaneous measurements for each probe configuration were 
compared for bone signal intensity and fiber-to-fiber spectral variance.  To compare bone 
signal intensity, the fifty spectra from all measurements for a given probe configuration 
were averaged and then normalized to the 1050-1090 cm-1 spectral range.  The averaged 
intensity of the phosphate ν1 band was compared between probe configurations.  The 
fiber-to-fiber spectral variance was determined by standardizing (mean centering and 
division by the standard deviation) the fifty spectra for each probe configuration and 
comparing the fiber-to-fiber signal variance in the phosphate ν1 signal intensity across the 
standardized spectra.  Additionally, the laser power distribution for each probe 
configuration was considered by calculating the area of illumination.   
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 The data from the in vivo transcutaneous measurements were combined so that the 
ten 60-second measurements were paired to form five data sets of 100 spectra each.  The 
delivered radiation dose and collection time for each mouse was equivalent to five 
2 minute transcutaneous measurements.  Band target entropy minimization was used to 
recover the bone factors7-10.  The region of the transcutaneous spectra targeted was the 
bone mineral phosphate ν1 band, which is intense and is absent from the spectra of 
overlying tissue.  The eigenvector weight distribution test was used for selecting the 
appropriate number of eigenvectors for each transcutaneous measurement.9  The recovery 
algorithm was run five times on each 2 minute acquisition, and the average of these five 
results was taken to be the recovered bone factor.  The number of eigenvectors used 
ranged between 3 and 40.   
 The cross-correlation coefficient between the average recovered bone factor and 
the averaged exposed bone spectrum for each 2 minute measurement was calculated from 
the standardized spectra using MATLAB.  The recovered bone factors and exposed bone 
measurements were imported into GRAMS/AI (Thermo Galactic, Madison, WI) with 
RazorTools/8 (Spectrum Square Associates, Ithaca, NY) and fit for peak heights using 
mixed Gaussian and Lorenzian polynomials and standard peak width constraints.  The 
carbonate-to-phosphate band height ratio (1070 cm-1/959 cm-1) was used for comparison 
of recovered transcutaneous bone spectra and exposed bone spectra. 
 All statistical calculations were performed using SAS 9 (SAS Institute, Inc., Cary, 
NC). A significance level of 0.05 was used for all analyses.     
 The accuracy of the transcutaneous measurements was assessed by comparing the 
recovered bone factors to the exposed bone spectra using both the mean and standard 
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deviation of the carbonate-to-phosphate band height ratios.  For in vivo transcutaneous 
bone data, the mean and standard deviation of the ratio was computed for each mouse 
over all 25 measurements (the recovered bone factor was calculated 5 times for each of 
the five 2 minute measurements).  For exposed bone data, the mean and standard 
deviation of the ratio was computed over all 19-30 measurements.  The number of 
exposed bone measurements was based on the number of collection fibers that could be 
focused onto the tibia, a number that was variable because the size of the mouse tibia 
varied.  The mean transcutaneous and exposed measurements were compared using a 
paired t-test.  Because the difference in standard deviation measurements was not 
normally distributed, a nonparametric Wilcoxon signed-rank test was used to compare 
those data.   
 The precision of the transcutaneous measurements was examined with repeated 
measures analysis of variance (RM ANOVA) using a mixed-effect model.  The 
carbonate-to-phosphate ratios from the recovered bone factors were treated as the 
repeated measure within mice, with five levels (one for each 2 minute acquisition).  Two 
RM ANOVAs were analyzed, one for the mean ratio and one for the standard deviation 
of the mean ratio.  The optimum within-subjects covariance structure was determined 
using both the Akaike and the Bayesian Information Criteria.11  A heterogeneous 
autoregressive model fit best for analysis on the mean, and an autoregressive model fit 
best for analysis on the standard deviation.   
 The cross-correlation coefficients were grouped by color of the animal’s fur to 
analyze the effect of animal coat color.  The 32 mice were divided equally into four 
groups (brown agouti, brown, black, and agouti), and the average value of the five 
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measurements was used for analysis. Three one-way ANOVAs were analyzed using a 
fixed-effect model:  one for the mean value of correlation coefficients, one for the 
standard deviation of correlation coefficients, and one for the coefficient of variation of 
correlation coefficients.   
 In order to evaluate probe alignment, the spectral data were grouped according to 
probe alignment (figure 7.3), and each group was matched for coat color.  Because the 
three probe alignments were a result of unintentional probe misalignments, the majority 
of alignments were offset right.  To ensure an equal number of mice in each group and an 
even distribution of coat color we were restricted to four mice per group: two brown, one 
brown agouti, and one black.  The transcutaneous signal collected by each fiber was 
averaged over all five repetitions to improve the signal-to–noise ratio.  The phosphate 
ν1/phenylalanine ring breathing band height ratio, a measure that has previously been 
used as a metric of bone signal relative to the signal of overlying tissue,12 was calculated 
for each collection fiber.  The average ratio over the 50 fibers for each of the 4 mice was 
analyzed using a one-way ANOVA on means and a one-way ANOVA on standard 
deviation.  Additionally, a RM ANOVA was used with ratios from the 50 fibers as the 
repeated measure.  The probe alignment, coat color, and their interaction were modeled in 
the RM ANOVA using a mixed-effect model with a compound symmetry covariance 
structure.  Pair-wise comparisons of the probe alignment configurations were examined 
using orthogonal contrasts.   
 
Results and Discussion 
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 Three factors were assessed to determine an optimal probe configuration.  An 
ideal probe configuration would maximize the bone signal relative to the background, 
maximize the fiber-to-fiber variation in the collected signal, and maximize the 
distribution of laser power to prevent thermal damage to the tissue.  The results from the 
different probe configurations are illustrated in figure 7.4.  The bone signal, indicated by 
the phosphate ν1 band, was much higher for the ring/disk and ‘line/disk 1’ probe 
configurations (figure 7.4a).  For these two configurations, the majority of the laser light 
was focused directly on bone tissue beneath the overlying tissue.  For the global, 
‘line/disk 2’, and ‘line/disk 3’ configurations, the illuminated region included a greater 
area outside of the bone, which led to a greater contribution from other tissues and a 
decreased contribution from the bone tissue.   
 The 1050-1090 cm-1 range was chosen for normalization of transcutaneous 
spectra because it contains signal originating from the overlying tissue.  With this 
normalization, visual inspection provides an estimate of the relative contribution of 
overlying tissue and bone contributions to the observed spectrum. The phosphate ν1 band 
region (ca. 950-970 cm-1), which has been widely employed for normalization of bone 
Raman spectra, was not used in these measures, because the signal originates entirely 
from the subsurface bone.   
 The fiber-to-fiber spectral variation in the signal was smallest for the global probe 
(figure 7.4b), because it does not provide the range of offsets of the line illumination 
geometries.13  As we have previously shown, the depth penetration with the global probe 
is not as great as with probe configurations that completely offset the excitation points 
and collection field of view. The ‘line/disk 2’ and ‘line/disk 3’ configurations showed 
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greater variation in the signal than the other illumination schemes.  The ring/disk and 
‘line/disk 1’ configurations provided a partial separation of excitation and collection 
fibers regions, and the variance of these two configurations fell between that of the other 
probe configurations. 
 The laser power distribution was greatest with the global illumination approach; 
however, the configuration lacked variation in the fiber-to-fiber signal and signal 
intensity from the underlying bone.  The ring/disk configuration had the most intense 
subsurface bone signal, but it illuminated the smallest area.  The line illumination has 
been shown to dissipate heat more efficiently than a spot or point illumination.14  As a 
result, the ‘line/disk 1’ probe configuration had the best trade-offs between laser power 
distribution, subsurface bone signal intensity, and fiber-to-fiber signal variation.  
Therefore, the ‘line/disk 1’ probe was chosen for the in vivo studies. 
 A typical recovered bone spectrum is shown in figure 7.5a and 7.5b.  The spectra 
are from specimen number 19 (figure 7.5c).  Figure 7.5a shows the fiber-fiber variation in 
the exposed bone spectra, while figure 7.5b shows the averaged exposed bone spectrum. 
The average transcutaneous measurement is illustrated by a dotted line, and the exposed 
bone spectra are shown in black.  The fiber-to-fiber variance in the exposed bone spectra 
(figure 7.5a) is large, because the fiber probe sampled different points along the tibia.  
Because of the diffusive nature of light transport in transcutaneous measurements, 
determination of the exact location on the tibia from which the recovered bone factor 
originated is not possible.  Therefore, the average exposed bone spectrum is similar to, 
but not identical to, the recovered bone factor (figure 7.5b).  The average recovered bone 
factors were highly correlated with the average exposed bone spectra, as seen by the high 
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cross-correlation coefficient for each of the specimens (figure 7.5c).  The average cross-
correlation over all of the measurements was 0.96.  However, some specimens had higher 
cross-correlations and smaller standard deviations in the repeated measures than did 
others.   
 In addition to cross-correlation, the carbonate-to-phosphate band height ratio 
(figure 7.6) was used as a measure of recovered bone accuracy and precision.  The 
average carbonate-to-phosphate ratio for the exposed bone spectrum and recovered bone 
factor is shown in figure 7.6a.  The results for each mouse are shown in figure 7.6b.  Over 
all mice, the mean carbonate-to-phosphate ratios computed for the transcutaneous bone 
data did not differ significantly from those computed for the exposed bone data (p=0.12).  
However, the standard deviation of the ratios was significantly smaller for transcutaneous 
measurements than for exposed measurements (p < 0.0001).  For the transcutaneous data, 
neither the mean nor the standard deviation of the carbonate-to-phosphate ratios varied 
significantly across the five acquisitions (p = 0.45 and p = 0.25, respectively).  Therefore, 
the noninvasive Raman spectroscopic measurements of bone tissue in the mouse tibia 
were both precise and accurate, as compared to measurements on the exposed bone 
tissue.  
 Both animal coat color and probe alignment may have an effect on the recovered 
bone spectra.  The cross-correlation results are grouped by coat color in figure 7.7.  Coat 
color was not a significant predictor of either the mean (p=0.22) or standard deviation 
(p=0.069) of the correlation coefficients (figure 7.7a).  However, the number of 
specimens was small for these analyses, which limited our ability to detect differences 
among the coat colors.  For the mice with brown fur, the mean of the coefficients tended 
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to be slightly higher and the standard deviation of the coefficients tended to be lower than 
for mice with other coat colors (figure 7.7a).  In addition, the measurement-to-
measurement variability tended to be lower for the mice with brown fur (figure 7.7b).  
Taken together, these results indicate that the exposed and recovered bone spectra had 
more consistent agreement in the mice with brown fur.  Measurements of larger number 
of specimens would be necessary to find statistical significance (or its lack) in this trend 
at a 95% confidence level.     
 The effect of the different probe alignments on the recovered signal is shown in 
figure 7.8.  Because coat color had some effect on signal variability, mice were grouped 
based on probe alignment and coat color, with four mice per group.  The phosphate ν1 
band at 959 cm-1 was used as a measure of bone signal intensity and was compared to the 
height of the phenylalanine band ca. 1003 cm-1, which is found in both overlying tissue 
and bone.  This ratio was computed for the signal collected by each fiber for the three 
different probe alignments.  The larger the ratio, the greater the collected bone signal.  
When the mean ratio of the 50 fibers was examined for each of the 4 mice and three 
probe alignments, neither the mean (p=0.37) nor the standard deviation (p=0.11) of the 
phosphate-to-phenylalanine ratio differed significantly across the three probe alignments. 
 However, when the ratio for each of the fibers was treated as a repeated measure, 
probe alignment had a significant effect on these measurements (p<0.0001).  Even after 
accounting for the effect of coat color, the three alignments were significantly different 
from each other (center vs. left p<0.0001, center vs. right p<0.0001, and left vs. right 
p=0.0027).  Although some of the fibers collected signal from over the bone in all three 
alignments, the remaining fibers collected signal from other sources that varied 
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depending on alignment.  Therefore, the collected signal should differ across the different 
probe alignments.  In the offset left position the remaining collection fibers collected 
signal from the soft tissue in the posteromedial portion of the limb and from the 
aluminum of the mouse restraint.  In the centered position, the remaining collection fibers 
collected signal from soft tissue in the anteromedial and posteromedial portions of the 
limb.  In the offset right position, the remaining fibers collected signal from the 
anteromedial side of the left leg and from the aluminum of the mouse bed. 
 The mean and standard deviation of the absolute relative difference in the 
carbonate-to-phosphate ratio between the exposed bone and the recovered bone factor for 
each of the specimens grouped by probe alignment is shown in figure 7.9a.  The average 
value over all specimens for each probe alignment is indicated by a black dashed line.  
The mean difference was lower for the offset right alignment than for the other two probe 
alignments.  The coefficient of variation between the three probe alignments, as shown in 
figure 7.9b, was slightly lower for the offset right probe, indicating a lower variability 




 The results obtained using the line/disk probe demonstrates that this configuration 
is suitable for precise and accurate transcutaneous Raman spectroscopy of murine bone 
tissue in vivo.  This configuration distributes the laser power to prevent thermal damage 
and provides a spatial separation between the illuminated region and some of the 
collection fibers.  Both probe alignment and animal coat color were found to have an 
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impact on the transcutaneous Raman signal.  These data suggest that transcutaneous 
studies of bone would benefit by choosing a mouse with a brown coat color and by 
aligning the probe so that the collection fibers are to the anteromedial side of the tibia or, 
more generally, over as little soft tissue as possible.   
 Though the laser fluence was above ANSI Z163.1 threshold limit values (TLV)15 
for human skin exposure, no burning was observed in any of the in vivo measurements.  
The ANSI TLVs are designed to insure that no thermal damage will occur in even the 
most heavily pigmented skin. Our results do not allow us to assess the role, if any, of 
active water cooling in the prevention of thermal damage. 
 In this study, validation of the recovered bone factor was limited to evaluating the 
averaged exposed bone spectra over the general region of collection.  Though this 
approach is reasonable, we would prefer to have more accurate knowledge of the exact 
origin of the observed Raman spectra.  A priori knowledge of the bone architecture 
measured independently by micro-computed tomography or magnetic resonance imaging, 
would allow Raman tomographic reconstruction,16, 17 which would provide a more 
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Figure 7.1:  (a) Schematic of Raman spectroscopy system for in vivo measurements on 













Figure 7.2:  Schematic of a mouse tibia with five different illumination (striped) and 






















Figure 7.3:  Schematic of probe alignment on a left mouse tibia 
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Figure 7.4:  (a) Average transcutaneous signal for the five different Raman probe 
configurations of Fig. 7.2. (b) Superimposed standardized spectra from each of the fifty 
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Figure 7.5:  Representative recovered bone factor for the in vivo transcutaneous 
measurements (a) compared to the individual exposed bone spectra and (b) the average 
exposed bone spectrum of specimen 19.  (c) The correlation coefficient results for all 





























































Figure 7.6:  (a) Average carbonate-to-phosphate ratio for all mice.   (b) Average 
carbonate-to-phosphate ratio by mouse showing the standard deviation of the exposed 





































































Figure 7.7:  (a) Correlation coefficient and (b) coefficient of variation over the correlation 












Figure 7.8:  Average phosphate-to-phenylalanine height ratio taken from the 
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Figure 7.9:  (a) Difference in the carbonate-to-phosphate ratio between the recovered 
bone factor and the exposed bone spectrum for each specimen and average difference 
over all four mice (dashed line) for each probe alignment (b) Coefficient of variation 
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 Diffuse Optical Tomographic (DOT) imaging of tissue has been under 
investigation for almost two decades 1-3 and is emerging as a viable method of analysis in 
breast cancer diagnosis,4, 5 neonatal and adult cerebral monitoring,6, 7  and in the imaging 
of small animals.8, 9   In more recent years, the ability to do diffuse fluorescence 
tomography in vivo has shown great progress.10-12  Diffuse fluorescence tomography uses 
model-based algorithms to calculate the propagation of photons through light scattering 
systems and by computationally matching the calculated signal to the measured signal 
reconstructs the size, shape, and position of targets buried in the optically turbid media.10, 
13-16  However, fluorescence tomography requires the presence of a fluorophore in the 
analyte and therefore limits the technique’s usefulness in many biological sites of 
interest.  For some applications this problem has been overcome with the use of 
site-targeting fluorescent labels.9  Still, fluorescent labels cause an otherwise non-
invasive technique to become minimally invasive.  Label-free chemical imaging is 
possible by using Raman spectroscopy.  A Raman spectrum has much higher information 
content and better composition specificity than a fluorescence spectrum.  Additionally, 
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because of the high specificity, multivariate data analysis is well-suited to separate out 
spectral components originating from different tissue types.  For example, bone has a 
very different Raman spectrum than the overlying tissue.17  This approach generates a 
great deal of information in a single set of measurements. 
 Recent advances in DOT algorithms are useful in the development of Raman 
tomography.  In both Raman and fluorescence, light scattering is dominant over 
absorption and the signal is generated only after the source light interacts with a given 
target.  Other than molecular origin, the only major difference in how the signal 
propagates through the light scattering material is the signal intensity.  The Raman scatter 
has a quantum yield several orders of magnitude lower than most fluorophores.  Despite 
this weakness, if enough Raman scattered light is collected then the diffusion based 
algorithms developed for fluorescence imaging in tissue can be applied to do Raman 
tomography.  Here, we explore the feasibility of using algorithms developed for diffuse 
fluorescence tomography with a Raman signal obtained from a tissue phantom and an 
intact excised canine hind limb with the tibia as the target site.   
 Bone is an especially promising tissue for Raman tomography.  Molecular 
imaging modalities are increasingly important to basic research in bone biology and 
orthopaedics18 as well as to clinical practice.  The correlation of spectroscopically-
measured bone composition change with presence of genetic defects19 aging20 and 
susceptibility to osteoporotic fracture21 and the demonstration of non-invasive 
measurement of Raman spectra at depths of 5 mm below the skin22 suggest a role for 
diagnostic measurements based on non-invasive Raman spectroscopy. 
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 In this study, a diffusion model for optical tomography was used, along with 
Raman scattering data, to recover values from tissue phantoms and bone tissue ex vivo. 
Here we applied the ring/disk probe with multiple illumination rings in a backscatterd 
geometry to demonstrate the feasibility of diffuse Raman tomography in a tissue 
phantom.  We also applied this technology to an excised canine limb and reconstructed 
the position of the bone.  We found the backscatter geometry caused the recovered bone 
signal to be surface-weighted.  We then used a transmission-based setup which did a 
better job in reconstructing the position of the bone. Finally, because diffuse optical 
spectroscopic measurements can be used to overlay molecular information onto imaging 
systems, and a transmission geometry is known to limit the accuracy of imaging,23-25 we 
explored the possibility of use of spatial priors in the reconstruction algorithm.  
Preliminary studies on Raman tomographic imaging using a transmission geometry 
allowed three-dimensional visualization of spatial changes in biochemical composition,26 
however, the localization of the origin of Raman signal was limited by the diffuse nature 
of light propagation. Here we also present the use of high-resolution CT images to guide 
the diffuse modeling of light in order to achieve a high-contrast molecular and structural 
characterization of tissue with accurate localization of signal origins. 
 
Materials and Methods 
 
Raman probes, materials and experimental method 
 The Raman system employed for backscattered collection was the ring/disk 
illumination/collection probe (figure 8.1a) which is described in greater detail in chapter 
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5 and elsewhere.22, 27, 28  A transmission based Raman probe (figure 8.1b) was used for 
Raman tomography measurements on an intact excised canine tibia. Briefly, both system 
were comprised of a 400 mW 785 nm external cavity diode laser (Invictus, Kaiser 
Optical Systems, Ann Arbor, MI), a NIR-optimized imaging spectrograph (HoloSpec, 
f/1.8i, Kaiser Optical Systems) fitted with a 50 μm slit to provide 6-8 cm-1 resolution. The 
detector was a thermoelectrically cooled deep-depletion 1024x256 pixel CCD (Model 
DU420-BR-DD, Andor Technology, Belfast, Northern Ireland) operated at -75○ C with 
no binning.  The dispersion axis of the spectrograph was calibrated against the neon 
discharge lamp of a Raman Calibration Accessory (Kaiser Optical Systems). The diffused 
quartz-halogen light of the Calibration Accessory was used to flat-field the CCD.   
  Backscatter Raman measurements were acquired from both the tissue phantom 
and the canine limb.  For these measurements, the sampling system was a filtered fiber 
optic probe with a bundle of fifty 100 μm core collection fibers arranged in a close-
packed circle (PhAT probe, Kaiser Optical Systems, Ann Arbor, MI). At the spectrograph 
end, the collection fibers were arranged in a linear array for coupling into the 
spectrograph. For the tissue phantom measurements, the collection probe was fitted with 
a 500 mm focal length fused silica lens that focused to a 14 mm diameter collection field 
of view.  For the canine measurements a 250 mm focal length fused silica lens was used 
to provide a collection field of view that was 7 mm in diameter.  The laser power 
available at the sample/specimen was attenuated to 200 mW. To generate an annulus for 
ring/disk illumination the laser light was launched into a 200μm NIR optical fiber 
(Multimode Fiber Optics Inc., Hackettstown, NJ). The light was collimated (F810FC-
780, Thorlabs Inc.,Newton, NJ) and directed through a 175o axicon (Delmar Ventures, 
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San Diego, CA). Telephoto optics (positive/negative lens pair with variable spacing) 
were placed after the axicon and used to vary the annulus diameter. A dichroic mirror 
(Chroma Technology Corp., Rockingham, VT) reflected the 785nm light to the sample 
and transmitted the Raman signal for collection.  
 Transmission Raman measurements were acquired for the excised canine limb.  
For these measurements the sampling system was a rectangular fiber optic array of 100 
μm fibers arranged in a 5 x 10 closed-packed rectangle (FiberTech Optica Inc., 
Kitchener, ON, Canada).  At the other end of the bundle, these collection fibers were 
arranged in a line for coupling into the spectrograph.  An 800 nm band-pass filter and 250 
mm fused silica lens was place in front of the rectangular bundle to reject ambient and 
Raleigh scattered light and to focus the fibers to a 9 x 5 mm collection field of view at the 
specimen.  For illumination, laser light was launched into a 200μm NIR optical fiber 
(Multimode Fiber Optics Inc., Hackettstown, NJ). The light was collimated (F810FC-
780, Thorlabs Inc.,Newton, NJ) and directed through a 50mm focal length cylinder lens 
that was positioned between a telescope comprised of two 50 mm singlet fused silica 
lenses.  The optical elements were translated to project an 8 x 1.5 mm illumination line 
onto the specimen.  Power at the specimen was attenuated to 200 mW. 
 
Tissue phantom      
  
 An agar/Intralipid® tissue phantom with a 3/8” (~9 mm) Teflon® sphere 
embedded 10 mm below the surface was used as a model system to demonstrate the 
feasibility of Raman tomography.   The tissue phantom was prepared by combining 
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2.67 g of agar (No A-7049, Sigma-Aldrich) with 133 ml of distilled water and 0.043 g of 
Sodium azide (No S-2002, Sigma-Aldrich) and heating to 90 oC for fifteen minutes until 
the solution appeared optically clear.  The liquid was left at room temperature to cool to 
~ 45 oC and was then combined with 6.5 ml of 20% Intralipid® while stirring to produce 
a 1% agar/Intralipid® phantom.  This solution was then poured into a mold which held 
the Teflon® sphere in place with pins so that the top of the sphere was position 10mm 
below the surface of the liquid.  The placement of the pins was such that they would not 
interfere with measurements.  The mold was placed in a vacuum chamber for 10 minutes 
to remove air bubbles and then was refrigerated overnight inside an air tight container.  
The next day pins were removed and the phantom was released from the mold for 
measurements.  Nine acquisitions were taken using the ring/disk probe with the 
illuminations rings incremented from 4.0 to 13.5 mm in diameter (table 8.1).  These 
diameters were chosen so that the illuminated region overlapped the field of view of the 




 The second model system was an intact excised canine tibia obtained from a 
discarded tissue repository. The limb was harvested from an animal euthanized in 
approved (University Committee on Use and Care of Animals) studies at the University 
of Michigan Medical School. In excising the limb, care was taken to preserve all the soft 
tissues surrounding the tibia.  The limb was scanned using an in-vivo micro-computed 
tomography (micro-CT) scanner (eXplore Locus RS, GE Healthcare, Ontario, Canada).  
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Measurements were taken at an operating voltage of 80kV and 450μA of current, with an 
exposure time of 100 ms using a 360 degree scan technique. The high dynamic range 
adjustment was selected so that pins being used to hold the skin intact would not cause 
problems with the image reconstruction. The effective voxel size of the reconstructed 
image was 93 x 93 x 93 μm3.  The mircro-CT reconstruction was used to create a finite 
element mesh for the Raman tomographic reconstruction.  Prior to Raman measurement 
all hair was removed over the region of interest using a depilatory agent (Sally Hansen 
Corp, Uniondale, NY) and glycerol was then applied for optical clearing.29 The collection 
disk was focused at the medial side of the right tibia at the diaphysis. The dimensions of 
the ten illumination rings used for transcutaneous measurements were between 6 and 16 
mm (table 1).  Each acquisition was 1 minute.  After all transcutaneous measurements 
were taken the overlying tissue was removed with a scalpel and an exposed bone 
measurements was taken for validation.  Additional Raman measurements were taken of 
the tibia using a transmission geometry.  The tibia was clamped onto a 360o rotation stage 
and 13 five minute projections were obtained at 8o intervals.  Line illumination was 
incident on the anterior side of the tibia with the light focused onto the skin and the 
collection fibers were focused onto the skin of the limb’s posterior side.   
 
Spectral data reduction methodology 
 
 All spectral data was imported into MATLAB 6.1 (The Mathworks Inc., Natick, 
MA).  Preprocessing included dark current subtraction and correction for the variation in 
the pixel-to-pixel and wavelength response of the spectrograph.  The spectral dimension 
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was shifted from pixels to wavenumbers using a calibration against a neon source.  For 
the tissue phantom measurements, it was necessary to obtain a single number that 
represented the Teflon® signal detected by each fiber.  This was accomplished by taking 
the ratio of the 732 cm-1 Teflon band and a band from the Intralipid® at 842 cm-1.  A 
schematic of the tissue phantom and the average Raman spectra from one tissue phantom 
acquisition is shown in figure 8.2.  The entire dataset (450 fibers) was then normalized 
and the number for each fiber representing the Teflon® signal was input into the 
reconstruction algorithm.  
 For the canine tibia measurements, a Blackman-Harris windowing function was 
applied to each spectrum to remove high frequency components.30  In the experimental 
set-up, a single fiber from the fifty-fiber-probe projected a Raman spectrum onto the 
CCD over an area that covered approximately five pixel rows.  To avoid cross-talk, only 
the central three pixel rows were used.  These three spectra were averaged to improve 
signal-to-noise.  The remaining background, resulting from auto-fluorescence, was 
removed using an iterative background subtraction procedure with a 5th order 
polynomial.31  The 833-1500 cm-1 region was chosen as the region of interest (ROI), 
because it includes Raman bands that are correlated with the mechanical properties of 
bone.21, 32, 33  The spectra were normalized to the phosphate ν1 band. 
 In order to reconstruct 3-D Raman tomographic images of bone, the Raman 
spectral signal (bone factor) coming from the bone must be determined.  The 
methodology for recovering a bone factor is described in chapter 5 and an earlier 
publication.22  Briefly, three of the ten ring/disk spacings were chosen as optimal 
spacings for the recovery of the bone Raman spectra.  The spectra from the three 
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ring/disk spacings were combined into a single dataset and the band target entropy 
minimization algorithm (BTEM)17, 34-36 was used with 5 eigenvectors to recover the bone 
factor.  The band targeted in the BTEM algorithm was the phosphate ν1 band ca. 
959 cm-1.  For validation, the cross-correlation coefficient between the recovered bone 
factor and the exposed bone measurement was calculated and found to be 0.97.  This 
resulting spectrum is shown in figure 8.3b.  This spectrum was then used to calculate the 
relative bone Raman signal collected by each fiber for the 10 acquisitions.  This was 
accomplished by first combining the transcutaneous spectra from all the rings into a 
combined dataset.  Bone scores were calculated from a regression of the signal detected 
by each of the collection fibers with respect to the recovered Raman bone spectrum.  
These bone scores were used as inputs to the tomographic reconstruction in both 
transmission and reflectance modes.   After the Raman tomographic reconstruction was 
generated, Tecplot 360 (Tecplot, Inc., Bellevue, WA) was used to view the 3-D images. 
 
Raman tomographic reconstruction  
 
 The Raman reconstructions were calculated using an adapted reconstruction 
software toolbox for photon emission imaging (NIRFAST) developed at Dartmouth 
College. The tool box uses a finite element geometrical model to solve a set of coupled 
diffusion equations.  For the tissue phantom data a volumetric mesh that contained 5993 
nodes an 28009 tetrahedral elements was generated using netgen.37  For the canine tibia 
627 CT slices of pixel size 875×874 were available from the dog leg, with slice increment 
of 0.0915 mm. Segmentation of the skin and bone tissues was accomplished through the 
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thresholding and region-growing techniques in the MimicsTM modeling software 
(Materialise Inc., Ann Arbor MI). The outer surface of the dog tibia created from the 
segmentation was exported from MimicsTM, and used to create a volumetric grid for 
computation. A uniform volume mesh of resolution 2 mm was created using a 3-D mesh 
generator;38 this grid contained 8218 nodes with 40969 tetrahedrons. The tetrahedrons 
corresponding to the bone region were suitably tagged so that the bone and the 
background (assumed to be skin) had different optical properties. The absorption and 
reduced scattering coefficients for these tissues were obtained from published values39 for 
the wavelength 785 nm.  The coordinates of the sources and detectors relative to the finite 
element models were labeled.  To reconstruct the size, shape, and position of the buried 
signal a modified iterative version of Newton’s method for minimizing the least squares 
norm of the difference between the measured and the model data was used.5, 12, 40 
Additionally, regularization to stabilize the inversion was used because of the ill-posed 
and ill-conditioned nature of the problem. 
 
Tomographic reconstruction using spatial priors 
 
 This section describes calculations performed by our collaborators, Professor 
Brian Pogue and Dr. Subhadra Srinivasan (Dartmouth College). 
 A finite element model of the diffusion approximation, developed for 
fluorescence imaging, was used in this work. Since both fluorescence and Raman 
imaging involve emission of light by tissue, the same numerical models are applicable to 
both. A set of coupled diffusion equations was used to model both the propagation of 
laser light at the excitation wavelength and the propagation of emitted light that resulted 
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from target site fluorescence at the emission wavelength 41. The coupled equations can be 
written as a function of frequency ω and spatial position γ as: 
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where xΦ  and  are the isotropic fluence at the excitation and emission wavelengths, 
respectively. Subscript x denotes excitation, and m denotes emission; 
mΦ
axμ is the absorption 
coefficient at the excitation wavelength, xD  is the diffusion coefficient at the excitation 
wavelength and xS  is the source term at the excitation wavelength. Similarly, amμ ,  
and  are the absorption coefficient, diffusion coefficient and the source term at the 
emission wavelength. The source term at the emission wavelength is related to the 
fluence at the excitation wavelength as:  
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where afημ  is the fluorescence yield (Raman yield in this case) and τ  is the fluorescence 
lifetime. The implementation details of this model for fluorescence were published 
previously.40 
 The inverse problem involves recovering images of Raman yield given 
measurements of the emission field at the boundary of the imaging domain. A modified 
Newton’s method was used for this purpose, and, using a Taylor series approximation, 
the equation for update in the source term γ∂  can be given as: 
1T Tγ
−
⎡ ⎤∂ = ℑ ℑ ℑ ∂Φ⎣ ⎦  
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where  refers to the change in the emission field sampled at the detector locations on 
the boundary and the calculated field at the same locations using the forward solver. 
∂Φ
ℑ  is 








+      
Using this procedure, 3D estimates of the Raman yield were reconstructed. To implement 
the spatial information from the CT images, a matrix transformation was applied to the 
Jacobian so that the recovered γ∂  then contained homogeneous updates for the specified 
tissue types from CT. Details of this transformation can be found in Dehghani et al.42 
 
 
The intrinsic optical properties at the emission and excitation wavelengths were assumed 
to be known in this work and were obtained from literature values for canine limb.39  The 
ring source configuration for the reflectance mode was modeled by a finite set of discrete 
sources, and an additive combination of the field generated by each of the sources was 
used to obtain the fluence distribution from the excitation ring. Similarly, for the 
implementation of the line source used in the transmission mode, a finite set of discrete 
sources was used in an additive manner.  
 Data calibration of the experimental Raman measurements was performed using 
the measurements from the tissue phantom with 0.5% Intralipid®, denoted as the 
reference data set. Measurements were simulated assuming known optical properties for 
the 0.5% Intralipid® phantom, and the average difference between the experimental and 
simulated data was used as a scaling factor in all reconstructions to compensate for 
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model-data misfits. This average scaling factor was independent of the spatial 
heterogeneity present in the domain and presented a feasible way for data calibration.  
 
Results and Discussion 
 
Tissue phantom 
 The Raman signal for Teflon® obtained from the 0% Intralipid® and 1% 
Intralipid® tissue phantoms are shown in figure 8.4a.  The 0% Intralipid® tissue phantom 
was a control that exhibited no light scattering.  The highest Teflon® signal is localized 
in the center of the collection field of view over the true position of the sphere.  As the 
illumination rings increase to a diameter that is larger than the diameter of the sphere, no 
Teflon® signal is observed because the system is not light scattering.  The 1% 
Intralipid® tissue phantom is highly light scattering and as a result the highest Teflon® 
signal is not localized in the center of the fiber maps, instead it is distributed throughout 
the fiber maps for each illumination ring diameter.  The Teflon® signals calculated for 
each fiber were then entered into the reconstruction algorithm.  A slice of the 
reconstruction is shown in figure 8.4b.  The shape of the sphere and the x and y positions 
was accurately recovered.  However, the reconstruction was surface weighted and 
predicts the center of the sphere to be approximately 50% higher than the true location of 
the sphere.  Similar surface weighting problems have been observed with backscattered 
probe configurations in fluorescence tomography as well.43  Even with this limitation, 





 Using data obtained with the ring/disk probe, a score plot was calculated for each 
fiber using the recovered bone factor.  This score plot is shown in figure 8.5a.  The score 
for each fiber was entered into the reconstruction algorithm and a slice from the resulting 
reconstruction is shown in figure 8.5b.  Though the highest Raman bone signal is 
coincident with the actual position of the bone, the reconstruction calculates a large 
portion of the Raman bone signal to be protruding through the skin, which is not the case.  
This is likely because of the surface weighting effect of the backscattered probe 
configuration.   
 To obtain better results we reconfigured our instrumentation to an 180o 
transmission based system.  In the DOT literature it is apparent that transmission probes 
yield better results than backscattered probes for deep tissue tomographic 
measurements.43, 44  Using the previously recovered bone factor, a score plot was 
calculated for spectral data acquired with the transmission probe (figure 8.6a).  There is 
much more variation in the bone signal detected for each fiber.  The score for each fiber 
was entered into the reconstruction algorithm.  The resulting reconstruction is shown if 
figure 8.6b.  The reconstructed bone signal is positioned over an area on the model where 
bone is truly located.  The shape of the bone is not reconstructed perfectly, most likely 
because projections were not taken 360o around the limb. 
 
Reconstruction using Spatial Priors 
Tissue phantom 
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 The experimental measurements from the tissue phantom with 1% Intralipid® 
background were calibrated and used for reconstructing estimates of the Raman yield 
from the background and the Teflon® inclusion. A volumetric description of the 
phantom, generated using NETGEN,37 contained 5993 nodes and 28009 tetrahedral 
elements and was used to find approximate solutions to the coupled diffusion equations. 
A cross-section of the estimated Raman yield from the reconstructed volume is shown in 
figure 8.7, where the yield values were scaled to produce a minimum of 1.0. The 
estimates of Raman yield showed a contrast of 460:1 between the Teflon® inclusion and 
the background agar/Intralipid® gel. The contrast for these estimates, which were 
reconstructed with prior knowledge of the spatial location of the inclusion, was much 
higher than for estimates reconstructed without spatial priors, where the contrast was only 
7.4:1.45  The use of spatial priors in the image reconstruction allowed us (Pogue and 
Srinivasan) to reconstruct Raman signal due to the Teflon® sphere in the expected 
location.  The reconstruction algorithm converged in 6 iterations, requiring a 
computational time of 26 minutes on a standard Dell computer with a 2-GHz processor.  
These image-guided estimates from the tissue phantom illustrate the ability to provide 
localized Raman spectroscopic values for the background gel and the Teflon® inclusion, 




 A geometric description of the canine tibia was obtained using image 
segmentation of the CT images. To define the boundaries between bone and surrounding 
tissues, the CT images were segmented based on thresholding and region-growing 
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algorithms using a commercial imaging software package (MimicsTM, Materialise, 
Inc.).46  A view of the CT image is shown in Figure 8.8a. These segmented tissues were 
used to create a surface rendering of the canine limb (Figure 8.8b). Using the surface 
mesh as a starting point, we created a volumetric grid for the limb with Spmesh, an in-
house 3D mesh generator.47  The mesh, which contained 8218 nodes and 40969 
tetrahedral elements, was delineated into different materials corresponding to bone and 
skin using the image segmentations, and each material was labeled with the suitable 
optical properties.39  The prepared mesh was used to find image-guided estimates of 
Raman yield from bone and skin. 
 The calibrated Raman datasets from both geometries were used independently for 
the recovery of image-guided estimates of Raman yield values from the bone and the 
skin. The reconstruction algorithm converged in 5 iterations using reflectance data 
(computation time = 38.4 min) and in 12 iterations using transmission data (computation 
time = 94.6 min). The IG-RS estimates were scaled to produce a minimum of 1.0, and 
these values were used to compare the two system geometries (Figure 8.9). The image-
guided estimates of Raman yield from bone were much lower when using data from the 
reflectance geometry with a contrast of 1.4:1 than when using data from the transmission 
geometry with a contrast of 145:1. The reflectance values are likely lower, because 
Raman signal originating from deeper layers is not sufficiently collected in back-
reflectance measurements that emphasize Raman signals arising from near the surface. 
The image-guided estimates from bone and skin in the transmission measurements 
indicate that we can obtain a contrast between the bone and background of more than 
100-fold with this technique. 
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Conclusions 
 
 The availability of high-efficiency fiber-optic probes and systems have radically 
improved the use of Raman spectroscopy in clinical settings; an increasing number of 
research studies are evaluating molecular and biochemical contrast mechanisms with 
origins in Raman scattering and vibrational spectroscopy.24, 48  Raman spectroscopy is a 
promising technique, because it has known biochemical specificity that can be attributed 
to the spectral constituents of materials/tissues 49 and because it provides the possibility 
for non-invasive, low-cost, spectrally- rich measurements in vivo, without the need for 
contrast agent injection.  Our study demonstrates the feasibility of linking Raman 
measurements with CT imaging of bone and subsequently examining both the structure 
and biochemical content of intact bone in vivo.   
 This study on Raman tomography indicated that Raman scattering measurements 
can provide spatial maps of changes in tissue composition. Measurements obtained in 
transmission mode showed a superior depth penetration as compared to reflectance mode. 
 These data were consistent with trends observed in fluorescence studies using 
reflectance mode which have shown that the penetration depth and accurate localization 
may be limited to a maximum of 10 mm.43  In previous Raman studies, this depth was 
quantified at 5 mm for canine tissue.22  Clearly, the reflectance mode is more useful for 
characterizing subsurface features within a limited depth of approximately 10 mm. The 
transmission geometry is more effective for deeper tissue penetration, as our previous 
study of canine tissue imaging demonstrated.26 
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 The key limitation with imaging in the diffuse optical regime, whether using 
reflectance or transmission geometries, is the spatial resolution, which is limited to the 
millimeter scale due to high scattering. Increasingly, researchers are investigating multi-
modality image-guidance to provide high resolution characterization of tissue, as well as 
to improve the accuracy of computational models. Towards this end, successful hybrid 
systems have combined MRI,50 x rays,51 and ultrasound52 with diffuse optical imaging in 
clinical applications. We have extended this concept of multi-modality image-guidance 
for providing localized and non-invasive tissue characterization to include Raman 
spectroscopy. This work, to the best of our knowledge, presents the first image-guided 
Raman Spectroscopy estimates from biological tissue in situ. 
 As the field of molecular contrast agents and biomarkers expands, the need to 
increase the contrasts observable from relevant tissue boundaries becomes increasingly 
important. Typically, measurable and quantifiable contrasts between diseased and normal 
tissues degrade exponentially when going from ex-vivo and in-vitro experiments to in-
vivo data. Hence, an inherently high-contrast imaging technique is particularly attractive 
for use in molecular tissue characterization. Our results on canine tibia indicate that a 
hundred-fold contrast can be observed from changes in the biochemical composition of 
tissue. This technique will have potential applications in observing changes in the mineral 
and matrix compositions that occur in bone tissue, while providing high resolution via 
image-guidance from MRI or CT. Future clinically-relevant studies will evaluate the 










































































Figure 8.1: (a) Reflectance mode instrumentation for Raman measurements is shown 
using a ring/disk geometry. The ring diameters can be varied to sample multiple depths 
for tomographic reconstruction. (b) Transmission mode configuration is shown using a 
rectangular array of collection fibers at 180 degrees from the line source illumination. 
Multiple projections across the tissue can be obtained by rotating the sample with respect 








Figure 8.2: (a) Schematic of the tissue phantom (b) Average Raman spectra from one 

















Figure 8.3: (a) Phosphate to phenylalanine ratio for determining the ring/disk separations 
for optimal signal recovery (b) Mean transcutaneous (gray), recovered bone factor 


























Figure 8.4: (a) five level fiber maps of the Raman Teflon® signal for each fiber (b) slice 























































Figure 8.5: (a) ring/disk bone factor score plot (b) slice of the ring/disk Raman 
tomographic reconstruction of the canine tibia with the true location of the bone outlined 
















Figure 8.6:  (a) transmission probe bone factor score plot (b) slice of the transmission 
probe Raman tomographic reconstruction of the canine tibia with the true location of the 







Figure 8.7:  Cross-section of the reconstructed volume showing IG-RS estimates of the tissue 
phantom imaged using the ring/disk probe. The Teflon® inclusion was recovered with a contrast 











Figure 8.8:  Development of mesh for tomographic reconstruction. a) Micro-CT image of 




Figure 8.9: A cross-section of the reconstructed IG-RS estimates using (a) reflectance 
measurements from the ring/disk configuration and (b) transmission measurements using the 
rectangular array of collection fibers.  Recovered contrast between the bone and background skin 
was more than 100-fold higher using transmission measurements than using reflectance data, as 
seen from the scale for reconstructed Raman yield. 
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CONCLUSIONS AND FUTURE DIRECTIONS 
 
 Light scattering complicates the non-invasive Raman spectroscopy of tissue and 
turbid media making it difficult to obtain accurate chemical composition information.  
We have developed novel fiber optic Raman probes capable of recovering Raman 
spectra, maps, and tomographic images through several millimeters of overlying tissue.  
Our work with polymers and tissue phantoms suggest that our methodology may be 
widely useful.  This is a significant breakthrough in analytical chemistry because it 
allows label-free and non-invasive chemical monitoring of many targets, not just bone, 
buried inside of light scattering systems, providing information that is unobtainable by 
other non-invasive methods.   
In our first experiments we employed a commercially available fiber-optic probe 
tested with polymer model systems to recover subsurface spectra and provide maps of the 
component distribution. The probe was an advance over earlier probe configurations 
because it utilized global illumination which reduced local power density at the sample or 
specimen.  The subsurface spatial resolution of the probe was governed by the number 
and size of the fibers in the bundle, the dynamic range of the detector, and ultimately by 
the inevitable scrambling of spatial information caused the multiple scattering events in 
the sample or specimen.  With the same probe we demonstrated the feasibility of 
acquiring transcutaneous bone spectra.  Despite the laser power being distributed into a 
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large spot some burning was observed in more heavily pigmented specimens.  An 
additional disadvantage of the global illumination probe was the over-sampling of the 
surface components caused by illumination and collection over the same region. 
 These deficiencies led to the development of the ring/disk fiber optic probe.  The 
ring/disk probe had several advantages over the global illumination probe.  It provided 
the benefits of good depth penetration and the ability to supply sufficient laser power to 
allow acquisition of Raman spectra at moderate collection times.  The heat transport of a 
thin ring is desirable over a spot, since heat dissipation proceeds efficiently in all 
directions perpendicular to the circumference of the ring. The ring/disk fiber optic probe 
has good depth resolution properties and preserves subsurface component distribution. 
Importantly, the ring/disk fiber optic probe samples deep enough to recover bone spectra 
at least 5 mm below skin and tendons of animal tissue. The data suggests that bone 
Raman measurements in human subjects are feasible at the distal radius and other sites 
that are important for prediction of osteoporotic fragility fracture susceptibility.  Though 
the ring/disk probe proved transcutaneous Raman measurement of bone on large animal’s 
feasible, it was less successful on smaller animals.   
 In a later study we used a line-focused probe suitable for transcutaneous bone 
measurements on mice to demonstrate the simple ancillary technique of optical clearing 
to improve the signal-to-noise ratio of transcutaneously measured bone Raman spectra.  
After further probe development the performance of the line-focused probe was improved 
and later evaluated in vivo.  The results obtained using the line/disk probe demonstrates 
that the configuration is suitable for precise and accurate transcutaneous Raman 
spectroscopy of murine bone tissue in vivo.  The configuration distributes the laser power 
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to prevent thermal damage and provides some spatial separation between the illuminated 
region and some of the collection fibers.   
 In these studies, validation of the recovered bone factor was limited to evaluating 
the averaged exposed bone spectra over the general region of collection.  Though this 
approach is reasonable, it is preferred to have more accurate knowledge of the exact 
origin of the observed Raman spectra.  A priori knowledge of the bone architecture 
measured independently by micro-computed tomography or magnetic resonance imaging, 
would allow Raman tomographic reconstruction,1, 2 which would in turn provide a more 
accurate definition of the regions of exposed bone for validation of our transcutaneous 
measurements.  
 In the final set of experiments described in this dissertation we demonstrate non-
invasive diffuse Raman tomography for the first time.  Using both tissue phantoms and 
an excised canine limb we reconstructed the size, shape, and position of the buried 
targets.  Both back-scattered and transmission based Raman probes were tested.  The 
back-scattered probe configuration was found to have surface-weighting limitations, 
while the transmission probe was found to be better suited for Raman tomographic 
measurements.  By combining the chemical information obtained by Raman 
measurements with spatial information from computed tomography we were able to 
significantly improve the signal-to-noise and accuracy of the Raman tomographic 
reconstruction.  Future clinically relevant studies should evaluate the ability of image-
guided Raman spectroscopy to monitor biochemical changes occurring from bone 
diseases, such as osteoporosis. 
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 Subsurface (and transcutaneous) Raman spectroscopy, imaging, and tomography 
are attracting increasing interest.  Though the technology is still in its infancy, in only 
two years a wide variety of applications have emerged.  Other non-bone related near-term 
biomedical applications include cancer diagnostics and monitoring arterial plaques.3  
Non-biomedical applications where feasibility has been demonstrated include security 
screening for the presence of illegal substances, quality control in pharmaceuticals, and 
active pharmaceutical ingredient (API) authentication.4-8  The future for non-invasive 
spectroscopy, imaging, and tomography in turbid media is bright. 
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APPENDIX 2  
MATLAB SCRIPTS AND FUNCTIONS 
 
% This script outlines the general approach taken to recover a subsurface or 
transcutaneous spectral factor 
 
dir % display director 
fileroot=input('Please input sacked file root name:  ','s'); % define the spectral dataset  
numframes=1; % all measurements consisted of a single frame 
load cm; % load the wavenumber shift 
Lowerlimit=605 % define the spectral region of interest (lower limit) 
Upperlimit=1600; %define the spectral region of interest (Upper limit) 
L=Interp1(cm,1:1024,Lowerlimit,'nearest'); % interpolate wavenumber to pixels 
Up=Interp1(cm,1:1024,Upperlimit,'nearest'); % interpolate wavenumber to pixels 
dat=andor([fileroot '.asc'],numframes); %load spectral dataset 
 
% below define spectral region on the ccd 
serialoffset=1 + 0;  
serialsize=-1 + 1024; 
paralleloffset=1 + 0; 




unspikes % automated program for removing spikes in the dataset   
load dark % load data time dark file 
darksub; % dark file correction on dataset  
load white; % load white light file 
whitecorr; % white light correction on the dataset 
load fitwidth; % load slit width curvature file 
remvcrv; % remove slit width curvature 
trans=[]; % initiate a variable 
load peaksb; % this is a file that contains the central pixels that correspond to each of the 
fibers position relative to the ccd 
 
% double check to make sure 50 fiber positions are in peaksb 
[fiber,fibers]=size(peaksb);   
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if fibers~=50 
display('You have entered in more or less than fifty fibers') 
break 
end 
     






trans=(newdata1+newdatb1+newdatc1); % dataset consists of 50 spectra 
 
% truncate and standardize the 50 spectra 




% next we choose a base-lining method based on the background of the data.  All 
base-lining procedures were a form of a weighted least-squares polynomial fit to the 
fluorescence background signal and then a subtraction of that polynomial from the data 
set.  The order of the polynomial usually varied from a 3rd to a 7th and was independently 
selected for the spectrum collected by each fiber.  Below are the three scripts used: 
 
% iterative base-lineing procedure based on: 
J. Zhao et. al. Automated Autofluorescence Background Subtraction Algorithm for 





% iterative base-lineing procedure based on: 
C. Lieber et. al. Automated Method for Subtraction of Fluorescence from Biological 





% internally written base-lining procedure where points along the spectra suspected not 
to be Raman bands are input into the script... a single polynomial is then fit to those 
points.  The polynomial is then subtracted from the original spectra. 
 
range=[1:40 68:76 110:148 175:240 232:240 280:300 320:350 385:395]; % example 
[data,baseline]=polybase(trans+5,range,order); 
 
% normalize the spectra to the phosphate ν1 band 
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for qqq=1:size(trans,2); 
           data(phosphate ν1,qqq)=data(phosphate ν1,qqq)/max(data(phosphate ν1,qqq)'); 
end 
 
dat=data;unspikes_matt;data=dat;clear dat; % despike the spectra 
 
%% run a number of times and the average result taken as the spectral factor 






%%BTEM script called above  
[Factor,Eigenvectors]=btem(A,LowerlimitBTEM,UpperlimitBTEM,Eigenvectors,thresh) 
 
load cmcut % load the Raman shift 
A=A'; % transpose the data 
[U S V]=svd(A); % singular value decomposition 
V=V'; % transpose 
mplot(cmcut,V(1:10,:)); % plot first 10 eigenvectors and inspect 
pause    
close all 
 
[m,n]=size(A'); % determine size of data  
 





% BTEM script 
[xopt,f,tim1] = BTEMrev... 
(A,U,S,V,1,Eigenvectors,upperval,lowerval,5,[1:number_of_pixels]); 
 






% Stopping criteria finds points outside 2 to 2.9 std outside of average value 
Based on E. Widjaja et. al. Band-Target Entropy Minimization Applied to Hyperspectral 








% Generate output spectra 
[absb,G] = BTEM_plotrev... 
(xopt,A,V,1,Suggested_number_of_EV,upperval,lowerval,5,[1:number_of_pixels]); 
plot(cmcut,absb); 
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